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A CALORIMETER  DESIGN  FOR  RAPIDLY  ESTIMATING 
THE  LEVEL  OF  FOODBORNE  MICROORGANISMS 


Introduction 

The  DOD  food  program  has  a requirement  for  a test  apparatus  and  procedure  which 
will  provide  a rapid  means  for  judging  whether  processed  food  prepared  in  a central  food 
preparation  facility  is  safe  for  consumption  or  not.  This  Central  Food  Preparation  - 
Satellite  Dining  Facility  coivcept,  under  development  by  the  Army,  requires  more  storage 
and  holding  of  precooked  food  than  past  practice;  and  these  operations,  if  out  of  control, 
could  produce  a severe  public  health  crisis  and  impair  troop  efficiency.  Rapid 
microbiological  quality  measuring  techniques  are  urgently  needed  to  maintain  control  and 
preclude  consumption  of  bad  food.  There  are  no  such  methods  currently  available  or 
in  use,  either  in  the  Army  or  the  private  sector. 

One  of  the  detection  requirements  is  for  the  food  to  contain  a typical  plate  count 
equal  to  or  no  greater  than  10^  aerobic  mesophilic  bacteria  per  gram  of  food  at  the 
time  of  sampling.  A procedure  is  desired  which  will  be  suitable  for  operation  by  minimally 
trained  personrtel  and  will  provide  useful  information  within  one  to  two  hours.  Present 
laboratory  procedures  require  a minimum  of  24  hours. 

Detection  techniques  urtder  investigation  at  the  Natick  Research  and  Development 
Commar>d  (NARADCOM)  include  radiometry  and  calorimetry  (Rowley  et  al,  1974)'.  The 
microcalorimetric  studies  at  NARADCOM  reported  by  Rowley  (reference  1)  have 
demonstrated  that  the  original  bacterial  content  of  Staphylococcus  aureus  in  a sample 
can  be  determined  on  the  basis  of  time  required  to  reach  a selected  bacterial  heat 
production  rate.  This  work  indicated  that  a calorimetric  method  may  have  the  potential 
to  me;;t  the  detection  and  time  requirement  However,  to  fully  develop  or  test  the  potential 
of  this  approach,  the  microbiologists  at  NARADCOM  must  examine  a large  number  of 
samples  which  vary  in  food  content,  contamination  level,  and  other  preparative  variables. 
The  microcalorimeter  which  is  currently  available  at  NARADCOM  and  which  was  used 
in  the  previous  work  requires  several  hours  to  reach  thermal  equilibrium  before  meaningful 
heat  production  measurements  can  be  made,  and  only  ore  sample  can  be  examined  at 
a time,  so  that  examination  of  many  samples  with  this  equipment  is  not  practical.  Since 
the  long  equilibration  period  requirement  is  inherent  in  the  design  of  the  present 
microcalorimeter,  a new  design  specifically  tailored  to  the  needs  of  this  investigative 
technique  is  required  if  the  potential  of  this  approach  is  to  be  fully  assessed. 


'D.  B.  Rowley,  J.  J.  Previte,  R.  E.  Wells,  Lampi,  R.  A.  and  D.  A.  Mikelson;  "Radiometry 
and  Microcalorimetry-Techniques  for  the  Rapid  Detection  of  Foodborne  Microorganisms", 
Food  Technology  28,  p52,  1974. 
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The  objective  of  this  project  is  to  define  t[ie  design  requirements  and  present  a design 
concept  for  a rapid,  multi-sample  instrument  based  on  the  heat  production  of  bacteria 
for  use  of  the  microbiologist.  It  is  intended  that  this  design  should  represent  a first 
prototype  of  apparatus  which,  with  further  refinement  as  required,  may  ultimately  be 
used  for  the  routine  assay  of  foods  for  aerobic  mesophilic  microorganisms  in  central  food 
preparation  kitchens. 

The  final  design  concept  and  procedure  for  use  will  not  be  unique  but  will  represent 
the  result  of  compromise  and  decisions  made  on  several  questions  which  are  interrelated. 
The  design  effort  requires  that  we  attempt  to  define  or  establish: 

a.  A sample  preparation  procedure  including  selection  of  a growth  medium. 

b.  The  sample  packaging  procedure  and  configuration. 

c.  The  variations  which  must  be  anticipated  in  the  heat  production  rates  of  bacteria 
as  a function  of  time  resulting  from  differences  among  bacteria  in  growth  rates  and  heat 
evolved. 

d.  A calorimetric  system  design  which  will  allow  for  achievement  of  thermal 
equilibrium  within  the  sample  and  between  the  sample  and  reference  base  in  one  hour 
or  less,  so  that  meaningful  heat  production  rate  data  can  be  realized  within  1 to  2 hours 
after  sampling  of  the  food. 

e.  A system  of  calorimeter  with  associated  readout  instrumentation  of  sufficient 
sensitivity  to  provide  for  detection  of  the  heat  output  of  the  bacteria  by  1 to  2 hours 
after  sampling  if  the  food  contains  10’  or  more  bacteria  per  gram  at  the  time  of  sampling. 
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Sample  Preparation  Procedures 

The  obje  :tive  is  to  develop  a sampling  procedure  which  will  minimize  the  dilution 
of  the  heat  producing  bacteria  present  in  the  food  and  to  choose  a growth  medium  and 
growth  temperature  which  will  maximize  the  growth  rate  and  the  heat  production  rate. 
However,  sample  preparation  techniques  and  the  selection  of  growth  media  providing 
maximum  growth  rates  are  not  unique  to  calorimetric  technique.  Therefore,  advantage 
was  taken  of  recent  studies  (Rowley,  1975)^  to  develop  a medium  for  use  with  the 
radiometric  technique  concurrently  under  study. 

The  composition  of  the  growth  medium  adopted  for  this  work  is  shown  in  Table  i. 
This  growth  medium  is  considered  suitable  for  rapid  growth  of  the  aerobic  mesophilic 
bacteria  which  must  be  detected.  In  the  heat  production  rate  studies  described  later  in 
this  report,  the  samples  in  the  vials  used  in  the  calorimeter  were  made  by  taking  12  ml 
of  this  medium  at  double  strength,  10  ml  of  water,  and  2 ml  of  a 0.1%  F>eptone  water 
with  inoculum.  In  the  one  instance  when  anaerobic  bacteria  were  studied,  sufficient  sodium 
thioglycolate  was  added  to  achieve  a concentration  of  0.1%  in  the  vial  in  order  to  help 
maintain  anaerobic  conditions. 


TABLE  I 

Growth  Medium  in  Calorimeter  Cell 


Thiotone  1 .5 

Yeast  Extract  0.5 

Trypticase  0.5 

Phytore  0.5 

NaCI  0.5 

KjH  PO,  0.25 


It  should  be  noted  this  medium  was  developed  with  emphasis  only  on  achieving  a 
rapid  growth  rate;  it  may  not  be  the  optimum  composition  for  heat  production  and  this 
factor  should  be  explored.  A greater  energy  release  might  be  achieved  with  a different 
energy  source  which  still  might  provide  the  same  growth  rates. 

On  the  average,  most  rapid  growth  of  the  aerobic  mesophilic  bacteria  of  interest 
is  achieved  at  37°C;  thus  this  temperature  is  adopted  as  the  calorimeter  operating 
temperature. 


‘Durwood  Rowley,  1975.  Personal  Communication. 
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The  sampling  procedure  objective  is  to  achieve  a desired  growth  rate  without 
unnecessarily  reducing  the  bacteria  concentration  level,  which  determines  the  heat 
production  rate,  when  going  from  food  to  calorimeter  cell.  Tha  procedure  suggested 
Rowlev  (Reference  2)  for  sample  preparation  is  the  addition  of  the  food  sample  by  weight 
into  the  growth  medium  in  a Waring  blender.  The  use  of  a one-to-one  or  two-to-one 
ratio  of  growth  medium  to  food  is  considered  workable,  and  the  final  sample  in  the 
calorimeter  cell  will  have  the  concentrations  given  in  Table  I plus  the  food  sample  pulp. 


In  summary,  in  adopting  preparation  procedures,  advantage  has  been  taken  of  previous 
studies  to  define  the  growth  conditions  which,  on  the  average,  provide  rapid  growth  rates 
for  the  aerobic  mesophilic  bacteria  of  interest. 
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The  original  object  in  undertaking  microcalorimetry  at  NARADCOM  was  to  look 
for  a method  of  testing  the  standard  flexible  food  package  for  sterility.  A calorimeter 
large  enough  to  take  the  standard  package  was  never  developed,  but  the  packaging  materials 
and  techniques  were  used  to  make  a small  pack  that  would  fit  in  the  Mound  Calorimeter. 
The  growth  medium  was  sealed  in  the  pack,  and  bacteria  were  injected  using  a hypodermic 
syringe,  through  a mass  of  silicone  rubber  sealant  stuck  on  the  side  of  the  pack.  This 
worked  well,  but  several  difficulties  were  foreseen  in  application  to  this  study.  The  pack 
contained  13  ml  of  growth  medium,  and  it  was  the  practice  to  inoculate  it  with  0.4  ml 
of  solution  containing  the  bacteria.  This  practice  made  poor  use  of  the  measuring  volume 
of  the  Mound  Calorimeter,  which  is  about  60  ml.  The  act  of  injecting  0.4  ml  into  13  ml 
diluted  the  sample  by  a factor  of  30;  since  the  bacterial  concentration  increases 
exponentially,  with  a factor  of  10  increase  in  an  hour,  this  dilution  will  add  1 and  1/2 
hours  to  the  time  needed  to  reach  any  pre-selected  concentration.  Furthermore,  the 
bacteria  level  in  the  13  ml  volume  will  take  1/2  hour  to  grow  by  a factor  of  3 to  correspond 
to  a heat  output  of  a 40  ml  volume  sample.  Thus  conceivably  the  detection  time  could 
be  reduced  by  over  2 hours  by  different  packaging.  However,  with  the  inherent  long 
equilibration  time  requirement  of  the  Mound  Calorimeter,  full  advantage  could  not  be 
taken  of  this  opportunity  to  reduce  detection  time. 

Besides  the  above,  the  new  series  of  tests  were  to  be  made  by  personnel  not  familiar 
wit*i  flexible  packaging.  For  these  reasons,  it  seemed  best  to  try  to  find  a sample  bottle 
of  the  size  und  shape  which  would  more  effectively  use  the  volume  of  the  calorimeter 
sample  chamber.  Then  we  could  increase  the  volume,  make  it  easy  to  add  the  growth 
medium  and  inoculum  and,  even  though  food  s:.mples  have  not  been  used,  make  it  possible 
to  test  food  diluted  only  enough  to  add  growth  medium  and  enable  it  to  be  ground 
in  a blender. 

Other  than  dimensions,  the  most  important  consideration  for  a bottle  is  the  cap. 
Any  vapor  leakage  will  tend  to  upset  the  calorimeter  and  make  meaningful  readings 
impossible.  No  screw  cap  bottle  was  found  that  was  satisfactory.  The  bottle  used  was 
Virtis*  No.  10-156TW-20,  a thin  wall  type  serum  bottle.  It  was  28.6  mm  in  diameter, 
61.5  mm  high  and  held  25  ml.  It  was  used  with  a .'old-over  rubber  stopper  that  prevented 
any  leakage  (Virtis  No.  10-1 51S).  This  stopper  was  the  kind  that  could  be  pierced  with 
a needle  for  inoculation.  Although  it  wasn’t  used  in  this  way,  presumably  it  could  be, 
for  it  should  reseal  as  \Nell  as  the  silicone  rubber  used  with  the  flex  packs. 


•The  Virtis  Company,  Inc.,  Gardiner,  N.Y.  12525. 
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Bacterial  Haat  Production  Rates 


Objective: 

The  design  of  suitable  calorimetric  instrumentation  requires  a knowledge  of  the  growth 
and  heat  output  characteristics  of  the  bacteria  to  be  detected  — under  the  specific 
calorimetry  conditions.  With  this  knowledge,  we  can  predict  the  heat  production  rate 
as  a function  of  time  for  characteristic  systems,  so  that  the  proper  calorimeter  design 
can  be  defined  to  meet  the  requirements  of  this  investigative  technique. 

Prior  Work: 

Prior  work  at  NARADCOM,  as  well  as  that  reported  in  the  literature,  on  heat  output 
characteristics  of  bacteria  as  a function  of  their  concentration  has  been  very  limited. 
Because  of  variations  in  growth  media,  growth  temperature,  bacterial  concentrations,  means 
of  measurement,  etc.  from  investigator  to  investigator,  this  work  tends  to  raise  more 
questions  than  it  provides  answers. 

The  prior  work  at  NARADCOM  (Reference  1)  was  with  Staphylococcus  aureus-,  -'oly 
one  run  was  reported  which  relates  the  heat  production  rate  (HPR)  as  a function  of  tin:e 
to  the  concentration  as  a function  of  time.  Examination  of  figure  5 of  their  paper  indicates 
that  HPR  is  not  proportional  to  bacterial  concentration,  but  actually  increases  at  a much 
slower  rate  than  the  concentration.  Actually  the  HPR  or  AT  (temperature  gradient) 
expressed  in  /iV  on  the  figure  is  not  directly  proportional  to  a true  heat  production  rate 
(P)  except  with  a steady  state  system  with  d (AT)/dt  = 0 as  shown  below.  The  heat 
produced  by  the  bacteria  over  a time  interval  dt  is  equal  to  the  heat  lost  from  the 
calorimeter  in  the  interval  dt  due  to  temperature  gradient  AT  plus  the  heat  absorbed  by 
the  calorimeter  over  the  interval  dt. 

This  can  be  expressed  as 

P dt  - k AT  dt  + C d (AT) 

where  P = heat  production  rate  of  bacteria 
k = calorimeter  constant 


and  C = heat  capacity  of  calorimeter  s'/stem 


From  this  expression 


P = k AT  + C 


d (AT) 
dt 
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and  thus  P at  any  time  or  corx:entration  can  be  calculated  from  the  ordinate  and  slope 
of  the  figure  presented,  but  the  ordinate  alone  represents  a true  HPR  only  if  d (AT)/dt  = 
0.  Note  that  the  derivation  assumes  a uniform  calorimeter  temperature  which  is  not  true, 
but  also  note  that  if  the  measured  AT  has  a relatively  constant  relationship  to  the  actual 
gradient,  then  changes  in  P should  be  meaningful.  Derived  data  are  presented  in  Table  II. 
Exponential  growth  of  the  S.  aureus  appears  to  occur  over  the  range  of  10'*  to  10^  cells/ml, 
and  data  taken  from  smooth  curves  indicate  a heat  production  rate  varying  from 
0.25  nW/cell  at  10^  cells/ml  to  0.0013  nW/cell  at  10®  cells/ml.  This  represents  a 200 
fold  decrease  in  P per  cell  with  a 10*  increase  in  cell  concentration. 

Calorimetric  studies  on  Staph,  aureus  were  also  made  by  Bayne-Jones  and  Rhees 
(1929).^  Their  data  covered  no  more  than  two  decades  of  concentration  range,  with 
exponential  growth  of  the  bacteria  over  the  concentration  range  of  10"'  to  10*  cells/ml. 
Their  data  were  treated  in  the  same  manner  and  also  indicate  that  the  heat  production 
rate  does  not  increase  in  diiect  proportion  to  cell  concentration.  The  growth  rate  was 
slower  as  shown  in  Table  ll>  and  thus  it  is  not  surprising  that  P per  cell  at  specific 
concentrations  is  lower  than  observed  by  Rowley  et  at.  Good  agreement  is  observed  for 
the  total  amount  of  heal  produced  in  going  from  a 10^ /ml  to  10® /ml  cell  concentration. 

TABLE  II 


Data  derived  from  Figure  5 of  Rowley  (Reference  1) 


Cell  Conc'n 

P 

P 

(ml) 

(pW/ml) 

(nW/cell) 

10* 

2.5 

0.25 

10’ 

11.9 

.12 

10® 

37.7 

.04 

10- 

97 

.01 

10® 

127 

.0013 

^Bayrte-Jones,  S.  and  H.  S.  Rhees;  "Bacterial  Calorimetry,  II,  Relationship  of  Heat 
Production  to  Phases  of  Growth  of  Bacteria",  J.  of  Bacteriology  17,  p123,  192*^ 
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Table  III 

Comparisons  of  Prior  Work 
Heat  Production 


over  lO’-IO* 

Time 

P at  cell 

conc'n 

Bacterial  Study 

cofK'n  Interval 

Period 

10’ 

10* 

( 

(AJW-hr/ml) 

(hrs) 

(nW/cell) 

(nW/cell) 

1 

1 

Staph,  aureus 

« 

i 

Rowley  et  al 

121 

1.1 

.01 

.0013 

1 

• 

3 

Bayne-Jones 

114 

1.9 

.005 

.0007 

!• 

Aerobacter  arogenes 

Stoward 

175 

2.3 

.0058 

.0009 

i 

E.  coli 

1 

Bayne-Jones 

190 

1.7 

Stoward  (1962)^ 

studied  Aerobacter  aerogenes  over 

the  concentration  range  from 

10“’  to  much  greater  than  10*  ' bacteria  per  ml,  finding 

an  exponential  growth  rate  of 

bacteria  over  the  concentration  range  of  10’ 

to  10*'.  1 

^e  also  remarked  on  the  sharp 

decrease  in  heat  output  per  cell  with  increasing  concentration.  Data  from  this  paper  are 
also  represented  in  Table  III.  His  results  were  criticized  by  Forest  & Walker  (1962)' 
who  claimed  that  the  effect  observed  was  due  to  time  lags  in  the  calorimeter,  and  who 
showed  measurements  of  their  own  that  did  not  vary  with  concentration.  The  results 
of  Forest  & Walker  (reference  5)  were  on  different  bacteria  and  were  apparently  taken 
over  a much  more  limif'd  concentration  range.  Their  criticisms  were  refuted  by  Steward* 
in  subsequent  comments,  and  based  on  the  results  of  Rowley  et  al  (reference  1)  and 
Bayne-Jones  (reference  3)  as  reviewed  here,  the  effect  of  decreasing  heat  output  per 
bacterium  with  increasing  concentration  does  appear  to  be  real. 


*Stoward,  P.  J.,  Nature  194,  p977,  1962. 

'Forest,  W.  W.  and  D.  J.  Walker,  Nature  196,  p990,  1962. 
‘Stoward,  P.  J.,  Nature  196,  p991,  1962. 
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Baynes-Jones  and  Rhees  (reference  3)  also  studied  E.  coH,  and  a result  is  shown 
in  Table  III  for  this  bacterium.  The  data  is  presented  in  the  paper  were  for  a corrected 
rather  than  observed  temperature,  and  thus  heat  production  rates  were  not  calculated  for 
Table  III. 

The  prior  work  implies  a decrease  in  heat  output  per  bacterium  with  increasing 
concentration;  below  some  concentration  one  might  expect  a constant  value,  but  there 
is  no  experimental  knowledge.  The  heat  production  does  appear  to  vary  with  growth 
rate  in  a predictable  manner,  but  there  is  no  knowledge  of  how  h?r/i  production  rates 
may  vary  with  concentration  for  the  different  bacteria  of  interest  to  this  study  under 
a given  set  of  growth  conditions.  Unfortunately,  recent  bacterial  calorimetry  studies  (see 
for  example  Russell  et  al)'’  have  been  directed  towards  using  the  shapes  of  the  heat 
production  vs  time  curves  for  identification  of  bacteria  and  have  not  included  data  on 
bacterial  concentrations  as  a function  of  time. 

Data  Needs: 

The  prior  work  does  not  define  the  rates  of  heat  production  to  be  expected  for 
bacteria  of  interest  under  the  specific  growth  conditions  selected  and  at  the  concentration 
ranges  of  most  interest. 

Unfortunately,  the  bacterial  populations  to  be  found  on  food  are  not  unique;  the 
populations  can  be  expected  to  differ  from  sample  to  sample,  in  number  and  ratios  of 
specific  bacteria.  Therefore,  any  attempt  to  obtain  quantitative  information  for  design 
purposes  from  contaminated  food  was  not  considered  a fruitful  approach  at  this  time. 
On  the  other  hand,  it  is  not  possible  because  of  time  and  funding  limitations  to  study 
all  aerobic  mesophilic  bacteria  in  pure  cultures.  Consequently  three  bacteria  considered 
representative  (reference  2)  of  those  to  be  detected  were  selected  for  study,  in  order  to 
obtain  a first  approximation  of  the  variations  to  be  found  in  bacterial  growth  and  heat 
output  characteristics,  under  the  selected  calorimetry  conditions  of  temperature  and  sample 
nutrient  concentrations. 

The  aerobic  mesophilic  bacteria  selected  for  study  were  Staphylococcus  aureus. 
Salmonella  typhimurium,  and  Bacillus  cereus.  In  addition,  Clostridium  perfringens  was 
examined  to  obtain  an  indication  of  the  performance  of  an  anerobe. 


’’ Russell,  W.  J.,  J.  F.  Zettler.  G.  C.  Blanchard,  E.  A.  Boling,  "Bacterial  identification  by 
Microcalorimetry".  Chapter  7 in  New  Approaches  to  the  Identification  of  Microorganisms 
edited  by  Cari-Goran  Heden  and  Tibor  llleni.  John  Wiley  & Sons,  1975. 
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Experimental  Procedures: 

For  each  test,  twelve  identical  samples  in  bottles  were  prepared  as  described  earlier 
in  the  section  on  sample  preparation  procedure.  One  was  immediately  used  to  determine 
the  initial  number  of  bacteria/ml.  Another  was  taken  for  the  heat  studies  and  placed 
in  a preheater  at  37^C  to  bring  it  close  to  the  calorimeter  temperature;  after  about  an 
hour  this  sample  was  transferred  to  the  calorimeter  and  the  rate  of  heat  production  was 
measured  as  a function  of  time.  The  others  were  placed  in  an  auxilary  bath  maintained 
at  37°C;  one  was  removed  periodically  from  this  set  to  determine  the  bacterial  cell  count 
as  a function  of  time.  The  presumption  is  that  the  bottle  in  the  calorimeter  has  the 
same  concentration  of  cells  at  the  time  of  »mpling  as  found  in  the  sample  bottle  removed 
for  examination.  All  counts  were  made  by  a standard  plate  count  method.  Thus  for 
each  experimental  run,  two  curves  were  obtained:  one  providing  a signal  related  to  the 
rate  of  heat  production  as  a function  of  time,  and  the  other  relating  to  bacterial 
concentration  in  the  number  of  cells/ml  as  a function  of  time. 

The  heat  n.jasurements  at  NARADCOM  were  carried  out  in  a twin  calorimeter 
(borrowed  from  The  Mound  Laboratories  and  described  previously  in  Reference  1 using 
a bridge  circuit  to  detect  temperature  differences.  The  calorimeter  constant  was  determined 
by  applying  a measured  electrical  input  to  the  sample  chamber  with  a dummy  sample 
present  and  obtaining  the  resulting  equilibrium  temperature  difference  between  the 
calorimeters.  This  calibration  gave  a calorimeter  constant  of  18.5  watts  per  volt  of 
temperature  difference.  In  this  system  2 pV  are  detectable  and  are  equivalent  to  about 
temperature  difference;  thus  a 37  fi\N  steady  state  heat  production  rate  will  result 
in  a measurable  output  of  2 ^iV  corresponding  to  about  1(T*°C  temperature  difference 
between  the  calorimeters. 

Experimental  Data: 

Two  runs  each  were  made  on  Staphylococcus  aureus  and  Salmonella  typhimurium 
and  one  each  on  Bacillus  cereus  and  Clostridium  perfringens.  The  results  of  the  calorimetry 
are  shown  in  Figures  1 to  6,  and  the  results  of  the  plate  counts  on  the  samples  examined 
as  a function  of  time  are  presented  in  Figures  7 and  8. 


In  Figure  6,  the  heat  production  curve  for  the  anaerobe  Clostridium  perfringens,  there 
was  an  early  rise  above  the  zero  line.  This  behavior  was  questioned,  so  a sample  bottle 
containing  the  same  growth  medium,  but  using  sterile  water  in  place  of  the  bacteria  was 
run.  The  same  early  rise  was  observed.  The  growth  medium  for  this  anerobe  was  the 
same  as  for  the  aerobic  bacteria  except  that  sodium  thioglycollate  was  added  to  help 
maintain  anaerobic  conditions.  It  is  apparently  the  reactions  associated  with  this 
component  that  produce  the  early  heat.  The  signal  observed  in  the  blank  test  was 
substracted  from  the  original  data  to  provide  the  curve  corrected  for  this  nonbacterial 
heat  contribution. 
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TIME  (HOURS) 

HG  2:  CALORIMETRIC  RESULTS  FOR  STAPHYLOCOCCUS  AUREUS 
(ORIGINAL  COUNT  OF  1 7 CELLS/ML.) 


TIME  {HOURS) 

RG.  3:  CALORIMETRIC  RESULTS  FOR  SALMONELLA  TYPHIMURIUM 
(ORIGINAL  COUNT  OF  4 CELLS/ML.) 


TIME  (HOURS) 

RG.  4:  CALORIMETRIC  RESULTS  FOR  SALMONELLA  TYPHIMURIUM 
(ORIGINAL  COUNT  OF  22  CELLS/ML.) 


!i!i.  apt****,'**  "'■'?? 


TIME  (HOURS) 

HG.5:  CALORIMETRIC  RESULTS  FOR  BACILLUS  CEREUS 
(ORIGINAL  COUNT  OF  24  CELLS/ML.) 


TIME  (HOURS) 

FIG.  6:  CALORIMETRIC  RESULTS  FOR  CLOSTRIDIUM  PERFRINGENS 
(ORIGINAL  COUNT  OF  34  CELLS/ML.) 


HEAT  PRODUCTION  |/iW/ML) 
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B.  CEREUS 

C.  PERFRINGENSx 


TIME  (HOURS) 

FiG.  8:  BACTERIAL  GROWTH  AND  HEAT  PRODUCTION 
DATA  FOR  BACILLUS  CEREUS  AND  GROWTH 
DATA  FOR  CLOSTRIDIUM  PERFRINGENS. 


PRODUCTION  (^W/ML) 


Discussion  of  Data: 

The  raw  calorimetric  data  of  Figures  1-5  were  used  to  provide  the  true  heat  production 
value  (as  discussed  previously  and  described  in  detail  in  Appendix  A),  and  these  data 
for  the  aerobic  bacteria  are  plotted  on  Figure  9 against  the  corresponding  bacterial 
concentration.  These  same  data  are  plotted  on  Figures  7 and  8 as  a function  of  time. 
These  measurements  confirm  that  heat  production  per  ml  does  not  increase  directly  with 
concentration  except  possibly  at  the  lowest  concentration  range  observed  for  Salmonella. 
The  data  obtained  from  duplicate  runs  on  Staph,  and  Salmonella  are  in  good  agreement. 
The  data  for  the  three  aerobes  indicate,  in  our  opinion,  a very  close  agreement  between 
heat  output  and  cell  concentration  (as  shown  on  Figure  9)  for  the  various  bacteria  in 
the  given  growth  medium.  If  heat  production  rate  alone  was  taken  as  a measure  of  cell 
concentration,  and  assuming  that  other  aerobic  mesophilic  bacteria  fall  within  the  same 
band,  then  a prediction  of  cell  concentration  could  be  made  which  would  be  correct 
to  within  one  order  of  magnitude.  Note  that  the  results  obtained  by  Rowley  et  al 
(Reference  1)  on  Staph,  and  summari2ed  in  Table  II  are  somewhat  higher  than  those 
obtained  in  this  study;  we  attribute  this  difference  to  the  use  of  a different  growth  medium, 
and  the  results  substantiate  our  belief  that  the  growth  medium  composition  should  be 
studied  to  optimize  heat  production  while  still  providing  a universal  growth  medium  for 
the  aerobic,  mesophilic  bacteria. 

The  growth  curves  are  normalized  to  a starting  concentration  of  1 in  Figure  10. 
Again  we  see  good  agreement  between  duplicate  runs  even  though  these  were  originally 
measured  over  somewhat  different  concentration  ranges.  We  would  expect  some  decrease 
in  the  lag  period  with  increasing  initial  concentration'';  this  effect  may  be  present  in  the 
data  obst?rved,  but  it  is  too  small  to  be  significant  at  this  time  in  our  study.  The  normalized 
growth  'urves  of  Figure  10  and  the  heat  production  data  from  Figure  9 were  used  to 
derive  a ■oat  oroduction  vs  time  curve  assuming  a starting  concentration  of  5 x 10^  cells 
per  ml.  Such  a starting  concentration  w.'uld  result  from  food  samples  containing  10^ 
bacteria  per  gram  and  a one^to-one  ratio  of  food  to  growth  medium  used  in  the  preparation 
procedure,  as  discussed  previously.  Note  that  these  curves  (also  shown  in  Fitiure  10) 
demonstrate  that  for  the  Salmonella,  which  is  the  slowest  to  produce  heat,  a 3 hour  growth 
period  wajid  be  required  before  meaningful  heat  output  measurements  (resulting  from 
bacterial  heat  outputs  of  about  5 ;/W/ml)  could  be  obtained  with  a calorimeter  design 
as  saruitive  as  the  Mound  Calorimeter  used  in  these  studies.  For  other  bacteria  such 
as  Staph,  aureus  and  B.  cereus,  significant  outputs  could  be  detected  at  about  2 hours 
time.  Assuming  that  all  aerobic  mesophilic  bacteria  heat  production  falls  within  the  band 
observed  for  those  bacteria  selected  for  study,  then  one  could  say  that  heat  outputs 
detectable  between  2 to  3 hours  or  less  would  indicate  food  containing  10’  or  greater 
bacterial  count  per  gram.  This  does  fall  within  the  desired  one  to  four  hour  detection 
time  as  discussed  in  the  Introduction.  There  is  good  reason  to  believe  that  this  time 
requirement  could  be  still  further  reduced  by  proper  selection  of  the  growth  medium 
and  use  of  a more  sensitive  calorimeter. 

"Lamanna,  Carl  and  M.  Frank  Mellette,  "Basic  bacteriology",  Williams  and  Wilkins  Cu., 
Baltimore,  1965. 
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In  summary,  the  results  obtained  on  growth  rates  and  heat  production  characteristics 
for  the  three  representative  aerobic  mesophilic  bacteria  vary  within  a relatively  small  range 
for  the  selected  growth  conditions.  This  fact  supports  the  potential  feasibility  of  a rapid 
quality  control  technique  based  on  calorimetry.  The  results  also  provide  a basis  for  detailed 
design  of  a calorimeter  to  meet  the  multi-sample  testing  needs  of  the  microbiologist.  Such 
a tool  is  required  to  further  define  and  develop  the  calorimetric  technique  for  rapid 
detection  of  food  borne  microorganisms. 
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DMign  Concept  Development 


Requirements: 

The  object  of  this  calorimetric  system  is  to  detect  bacterial  growth  in  the  sample 
from  the  metabolic  heat  evolved;  the  measured  level  of  heat  production  as  a function 
of  time  from  sample  preparation  will  indicate  the  initial  bacterial  concentration  in  the 
food.  A rapid  recognition  of  contamination  levels  exceeding  allowable  limits  is  required 
to  properly  control  the  food  preparation  operations,  and  thus  a system  that  senses  low 
levels  of  heat  output  and  permits  meaningful  data  collection  in  a short  period  of  time 
is  required.  The  heat  production  will  continue  for  many  hours  with  the  heat  production 
level  increasing  with  concentration;  there  is  no  need  for  measurement  of  absolute  quantities 
evolved  or  for  measurement  of  the  total  heat  evolved,  but  rather  the  need  is  to  measure 
a quantity  that  relates  to  the  rate  of  heat  production  and  that  is  sensitive  to  variations 
in  the  rate. 

The  heat  production  measurements  discussed  in  the  last  section  demonstrate  that 
a calorimeter  system  sensitivity  in  ^iW/pV  at  least  equal  to  that  of  the  Mound  Calorimeter 
used  in  these  studies  is  required.  Furthermore  the  results  indicate  that  for  such  a system 
sensitivity,  meaningful  heat  production  rates  must  be  measurable  within  two  hours  from 
the  time  of  inserting  the  sample;  this  requirement  means  that  the  new  design  must  permit 
the  sample  and  the  calorimeter  system  to  achieve  thermal  equilibrium  in  a time  period 
on  the  order  of  one  to  two  hours  rather  than  the  four  to  five  hours  required  with  the 
Mound  Calorimeter. 

The  final  design  should  handle  at  least  10-12  samples  at  a time  and  be  capable  of 
use  in  a routine  fashion  with  a minimum  of  training.  Certainly  cost  of  the  total  system 
may  be  a factor  in  selection  among  alternative  assay  techniques,  and  the  design  must 
reflect  this  consideration. 

The  Equilibration  Problem: 

The  requirements  for  a high  sensitivity  together  with  rapid  equilibration  of  the  sample 
and  calorimeter  with  the  reference/surroundings  when  the  sample  is  first  introduced  are 
not  usually  met  in  a single  calorimeter  design.  The  thermal  isolation  of  the  calorimeter 
from  its  surroundings,  necessary  to  achieve  hign  sensitivity  will  usually  impose  a 
requirement  for  long  equilibration  times  prior  to  initiating  measurements. 

One  approach  to  meet  these  requirements  is  to  add  heat  to  the  sample  in  the  isolated 
calorimeter  by  means  of  a built-in  heater  in  order  to  bring  the  sample  rapidly  to  the 
temperature  of  the  reference/surroundings.  Rapid  equilibration  to  within  the  temperature 
differences  desired  requires  careful  control  of  the  heat  input.  This  approach  was  used 
in  a design  patented  by  the  Instrumentation  Laboratory,  Inc.  of  Lexington,  Mass.’  This 

’Patent  Specification  1341944  published  28  Dec  1973  by  the  Patent  Office,  London  and 
titled  Improvements  it)  or  Relating  to  Apparatus  for  Calorimetry. 
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design  was  apparently  used  subsequently  in  the  work  reported  by  Russell  (reference  7). 
This  system  used  an  integral  computer  system  for  data  acquisition,  processing,  and  display, 
as  well  as  for  complete  instrument  control  and  monitoring.  Operational  characteristics 
of  the  final  instrument  development  have  not  been  published  (beyond  the  Patent 
Disclosure);  the  instrument  is  no  longer  operational,  and  personnel  conversant  with  the 
development  were  no  longer  available  at  Instrumentation  Laboratory,  Inc.  The  patent 
indicates  an  equilibration  time  on  the  order  of  2%  hours,  which  is  longer  than  we  desire. 
We  have  no  reason  to  believe  that  equilibration  could  not  be  achieved  in  shorter  times 
by  th>s  approach,  but  the  computer  and  associated  control  required  by  this  design  is  very 
expensive.  This  design  would  make  the  cost  of  the  desired  quality  control  instm mentation 
several  times  more  expensive  than  we  believe  can  be  achieved  by  an  alternate  approach. 
Thus  we  have  chosen  not  to  follow  this  design  avenue. 
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An  alternative  approach  is  to  seek  a system  design  which  will  provide  high  heat-transfer 
rates  from  the  calorimeter  sample  chamber  to  the  surroundings,  in  order  to  achieve  rapid 
equilibration  in  the  system  when  the  sample  is  first  introduced,  and  which  will  also  provide 
low  heat-transfer  rates  during  the  heat  meamjrement  period  in  order  to  achieve  a high 
sensitivity  to  low  heat-production  levels;  high  rates  of  heat  transfer  within  the  calorimeter 
sample  chamber  itself  are  necessary  to  fulfill  both  requirements.  In  principal,  this  need 
for  controlling  heat  flow  between  the  calorimeter  sample  chamber  and  its  surroundings 
can  be  accomplished  by  thermally  “shorting"  the  calorimeter  sample  chamber  to  its 
surroundings  with  a high  conductivity  shunt  during  equilibration  followed  by  removal  of 
the  shunt  resulting  in  isolation  during  the  measurement  period.  In  practice,  one  way 
to  achieve  such  a thermal  shunt  is  by  alternate  use  of  e highly  conductive  gas  such  as 
hydrogen  or  helium  and  a nonconducting  vacuum  between  the  calorimeter  sample  chamber 
and  the  surroundings.  If  helium  is  selected  for  reasons  of  safety,  it  appears  possible  to 
vary  the  conductivity  1000  fold  between  pressures  of  1.01  x 10^  Pa  (1  atm.)  and  1.3  x 
10*^  Pa  when  using  a 5-mm  gap.  The  5-mm  gap  appears  to  be  reasonable  for  construction, 
and  the  lower  pressure  limit  cited  can  be  readily  achieved  with  a good  rotary  oil  pump. 
Other  alternatives  include  the  use  of  liquid  such  as  mercury  in  place  of  helium  or  the 
use  of  mechanically  actuated  metal  shunts. 


The  equilibration  problem  together  with  numerous  conductance  calculations  are 
presented  in  Appendices  B and  C for  the  calorimeter  configuration  shown  in  Figure  11. 
The  design  considerations  relating  to  equilibration  within  the  calorimeter  sample  chamber 
and  between  the  calorimeter  sample  chamber  and  the  surroundings  will  be  summarized 
in  the  next  few  paragraphs 

The  Mound  Calorimeter  measures  temperature  difference  between  two  twin 
calorimeters  using  a bridge  circuit.  The  configuration  shewn  in  Figure  11  uses 
thermocouples  between  a sample  chamber  and  a thermal  reference  block.  These  elements 
are  within  a Dewar  vessel  which  can  be  filled  with  helium  or  evacuated  to  vary  the  rate 
of  heat  flow  between  the  sample  chamber  as  well  as  thermal  reference  and  the  constant 
temperature  bath.  This  choice  of  configuration  has  several  advantages: 
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1.  The  use  of  a bridge  circuit  for  temperature  measurement  requires  a constant 
current  source.  The  use  of  thermocouples  will  not  require  this  instrumentation. 

2.  The  thermal  power  produced  in  the  bridge  windings  is  several  hundred  fold  that 
produced  by  the  bacteria  of  interest  and  thus  the  twin  calorimeters  at  equilibrium  are 
not  at  the  temperature  of  the  surroundings.  In  this  configuration,  both  the  sample  chamber 
and  the  reference  block  will  be  equilibrated  to  the  temperature  of  the  surrounding  bath. 

3.  The  use  of  a thermal  reference  block  rather  than  an  identical  second  calorimeter 
retains  the  advantages  of  the  twin  calorimeter  with  respect  to  minimizing  the  impact  of 
bath  fluctuations  while  making  the  system  more  compact  and  easier  to  assemble.  The 
slow  changes  in  temperature  of  the  reference  as  heat  flows  into  it  from  the  sample  would 
make  absolute  calculations  of  total  heats  more  difficult,  but  will  not  significantly  affect 
our  detection  of  initial  rates  of  heat  production. 

4.  With  this  configuration,  the  mass  of  the  calorimeter  sample  chamber  can  be 
small  compared  to  the  mass  of  the  sample.  This  will  be  reflected  in  a greater  temperature 
change  of  the  calorimeter  for  small  rates  of  heat  production  than  is  found  in  the  Mound 
Calorimeter. 

5.  In  this  configuration  when  the  Dewar  is  evacuated,  we  will  have  a much  greater 
isolation  of  the  calorimeter  sample  chamber  and  the  thermal  reference  block  from  the 
bath  than  was  achieved  in  the  Mound  Calorimeter.  This  may  even  result  in  a reduction 
in  the  degree  to  which  a constant  temperature  must  be  maintained  in  the  bath. 

In  our  design  considerations  it  appeared  advantageous  to  maintain,  if  possible,  the 
sample  size  and  sample  container  used  in  the  present  studies,  for  the  following  reasons: 

1.  The  sample  bottle  is  commercially  available,  can  be  autoclaved,  and  has  been 
accepted  by  the  microbiologist. 

2.  It  provides  a size  of  sample  and  container  which  can  be  readily  manipulated 
and  handled  during  sample  preparation,  packaging,  and  measurement  operations. 

Thus  our  initial  design  concept  and  calculations  are  based  on  use  of  the  Virtis  No. 
10-156TW-20  bottle  with  nominal  dimensions  of  2.86  cm  O.D.  x 6.15  cm  height 

In  the  course  of  our  studies,  several  heating  curves  were  obtained  in  the  Mound 
Calorimeter  and  in  the  sample  preheater  used  prior  to  inserting  the  sample  into  the 
calorimeter.  These  measurements,  in  conjunction  with  the  calculations  presented  in  the 
Appendices,  h»/e  inaeased  our  understanding  of  the  equilibration  problem  both  within 
the  calorimeter  sample  chamber  and  between  the  calorimeter  sample  chamber  and  the 
bath.  As  discused  in  Appendix  A when  the  sample  bottle  and  contents  at  about  25°C 
were  inserted  directly  into  the  calorimeter  in  equilibrium  with  the  bath  at  37°C,  it  required 
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4 to  5 hours  to  reach  equilibrium.  The  temperature  vs  time  curve  was  an  exponential 
with  a time  constant  of  about  22  minutes.  When  the  same  bottle  and  contents  were 
placed  in  the  preheater,  an  exponential  curve  was  again  obtained  with  a time  constant 
of  about  10  minutes;  in  the  preheater;  the  glass  tube  containing  the  bottle  plus  contents 
was  surrounded  directly  by  the  bath,  and  a calculation  assuming  that  the  air  gap  between 
the  bottle  and  the  glass  tube  provided  the  principal  thermal  barrier  gave  results  agreeing 
quite  well  with  the  experimental  results.  We  also  found  that  if  the  air  gap  in  the  preheater 
was  filled  with  water,  a time  constant  on  the  order  of  2.6  minutes  was  obtained;  however, 
the  curve  no  longer  was  truly  exponential  indicating  that  some  other  barrier  which  varied 
with  ^ T was  becoming  important.  When  convection  within  the  sample  in  addition  to 
conduction  through  the  water  in  the  original  air  gap  were  considered  as  the  primary  thermal 
barriers,  a reasonable  fit  to  the  experimental  results  was  obtained.  Thus  three  potential 
barriers  of  significance  to  thermal  equilibration  are  indicated  as  shown  in  Figure  12.  In 
this  figure,  we  indicate  th  barrier  configuration  for  radial  heat  flow  and  present  some 
relevant  thermal  conductance  data  which  will  be  used  in  assessing  the  capability  of  the 
design  concept  of  Figure  11,  or  modifications  of  it,  to  meet  our  requirements.  From 
the  data  presented,  we  can  infer  the  following: 

1.  Consider  first,  equilibration  within  the  sample  itself.  Calculations  show  that 
heat  transfer  by  convection  alone  varies  from  2.3  W/"C  with  a 10°C  gradient  to  0.16  W/°C 
with  a 10'^°C  gradient  (see  Appendix  C-1).  This  lower  value  is  of  the  same  order  of 
magnitude  as  heat  transferred  by  conduction.  When  the  two  are  combined,  a time  constant 
on  the  order  of  4-5  minutes  is  indicated  for  equilibration  of  the  sample  under  the  lowest 
temperature  difference  detectable  by  a system  with  sensitivity  comparable  to  the  Mound 
Calorimeter  used  in  this  work.  Such  sample  equilibration  times  appear  to  be  adequate 
for  our  needs.  These  calculations  are  supported  by  the  experimental  experience  when 
all  barriers  to  thermal  conductance  were  minimized  except  that  within  the  sample.  These 
results  support  the  feasibility  of  the  decision  to  use  the  same  sample  size  and  container 
as  used  in  the  thermal  studies  reported  in  this  report. 

2.  Consider  next  the  barrier  represented  by  the  air  gap  between  the  sample  bottle 
and  the  sample  chamber  wall  and  the  question  of  equilibration  within  the  sample  chamber 
resulting  from  the  combination  of  thermal  barriers.  Experiment  has  shown,  and  calculation 
has  confirmed  that  reolacing  the  air  with  water  markedly  reduces  the  importance  of  this 
barriers.  In  fact,  as  the  estimates  on  Figure  12  show,  with  water  present  and  for  very 
low  values  of  -"^T,  this  barrier  may  be  ignored  in  a first  approximation.  At  large  T 
values,  the  three  barriers  under  discussion  are  comparable,  but  conductance  is  large,  and 
the  resulting  time  constant  for  equilibration  is  extremely  small.  But  we  certainly  cannot 
use  water  in  practice  to  reduce  this  barrier,  and  the  air  gap  of  0.047  mm  which  provides 
an  equivalent  conductance  would  require  special  machining  of  sample  bottles  and  chamber 
which  we  do  not  consider  desirable.  However,  in  our  experiments  we  did  try  filling  the 
air  gap  with  metal  granules  and  found  time  constants  intermediate  between  those  found 
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for  air  and  water.  Based  on  these  calculations  and  experiments,  we  are  reasonably  confident 
that  a conductance  at  least  five- fold  greater  than  that  for  1.1  mm  of  air  can  be  achieved 
by  a combination  of  reducing  the  air  gap  two-to-three  fold  and  using  a copper  foil  shim 
designed  to  produce  a friction  fit  with  many  points  of  contact  between  the  glass  bottle 
and  the  foil  and  between  the  foil  and  the  sample  chamber  wall.  Under  these  conditions 
and  for  a <^1  of  1(T^°C  across  the  sample,  the  conductance  within  the  sample  chamber 
would  be  on  the  order  of  0.25  W/°C,  and  the  time  constant  for  equilibration  would  be 
on  the  order  of  7 minutes.  Note  that  this  time  is  for  the  lowest  temperature  gradients 
of  interest  and  that  with  higher  gradients  the  convective  component  within  the  sample 
increases,  resulting  in  small  time  constants  over  most  of  the  equilibration  period.  Since 
the  thermocouples  are  in  contact  with  the  sample  chamber  wall,  these  calculations  are 
most  important  in  considering  the  response  time  of  the  calorimeter  to  heat  production 
in  the  calorimeter:  the  time  constants  estimated  are  considered  adequate  for  our  needs. 

3.  Finally,  consider  the  barrier  between  the  bath  and  either  the  sample  chamber 
wall  or  the  copper  thermal  reference  block,  and  the  implications  of  this  barrier  on  the 
design.  Helium  is  used  instead  of  air  because  it  provides  sixfold  more  heat  transfer. 
However,  a 4-mm  gap  filled  with  helium  still  causes  a barrier  greater  than  the  worst  situation 
in  the  sample.  If  metal  construction  is  used  instead  of  glass,  a 2-mm  gap  can  be  readily 
achieved  which  will  give  a batrier  approximately  equivalent  to  that  of  the  sample  under 
the  worst  situation.  Under  these  conditions,  the  time  constant  is  on  the  order  of  13 
minutes,  and  we  estimate  an  average  time  constant  (when  recognizing  the  higher 
conductances  in  the  sample  with  higher  on  the  order  of  10  minutes  indicating  complete 
equilibration  in  under  2 hours  as  required.  However,  note  that  at  the  beginning  of  the 
equilibration,  when  gradients  are  large  this  barrier  across  the  helium  is  limiting.  Additional 
heat  can  be  introduced  directly  to  the  sample  chamber  wall  either  by  including  in  the 
design  a resistance  heater  or  by  using  the  thermopile  as  a heat  pump.  Such  a practice 
for  the  first  1020  minutes  should  significantly  reduce  the  overall  equilibration  time.  Using 
the  thermopile  as  a heat  pump  by  passing  a current  through  it  would  transfer  heat  from 
the  thermal  reference  block  to  the  sample  chamber  wall,  but  note  that  the  time  constant 
for  equilibration  of  the  reference  block  with  only  the  2-mm  helium  space  as  a barrier 
is  on  the  order  of  6 minutes.  Thus  the  design  in  Figure  1 1 with  the  modifications  suggested 
in  these  paragraphs  appears  capable  of  meeting  our  needs  in  terms  of  achieving  equilibration 
in  less  than  two  hours,  and  K appears  to  offer  the  opportunity  to  achieve  equilibrium 
with  the  bath  in  a time  much  closer  to  one  hour. 

This  discussion  was  presented  to  highlight  the  significant  barriers  to  equilibration  and 
to  emphasize  their  impact  on  the  final  design.  Only  a radial  heat  flow  situation  has 
been  considered.  There  are  additional  conductive  paths  as  siiown  in  the  Appendices  but 
these  do  not  change  the  corKlusions  reached  above. 
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Temperature  Measurement  and  Read  Out  Instrumentation: 

It  is  intended  that  the  sensitivity  of  this  design  meet  or  exceed  that  of  the  Mound 
Calorimeter.  The  decision  was  made  to  use  thermocouples  to  detect  the  temperature 
difference  between  the  sample  chamber  and  the  reference  block,  because  this  choice  appears 
to  allow  greater  flexibility  and  simplicity  in  the  overall  design. 

A construction  technique  is  described  in  Appendix  C-3  which  can  provide  for  this 
design  a 250  junction  Copper-Constantan  thermopile.  Using  40pV/°C  as  the  sensitivity 
of  a single  thermocouple,  this  thermopile  will  have  an  output  of  1/xV  for  1(r*°C  difference 
in  temperature  between  the  sample  chamber  and  the  reference  block. 

Under  steady  state  con'Jitions  with  a fixed  rate  of  heat  production  in  the  sample 
chamber,  this  chamber  will  lose  heat  by  upward  conduction  along  the  tube  and  through 
the  plug  shown  on  Figure  11  and  downward  along  the  tube  and  through  the  thermopile 
assembly.  The  calculations  in  the  Appendix  C-4  for  the  Figure  11  configuration  show 
that  the  thermal  conductance  upward  to  the  bath  is  0.0038  W/°C  and  that  downward 
to  the  reference  block  is  0.0725  W/°C.  We  will  assume  that  no  losses  occur  through 
the  vacuum  and  that  the  thermal  reference  is  at  the  temperature  of  the  bath.  From 
these  calculations  and  assumptions,  we  calculate  the  sensitivity. 


(0.0725  + 0.0038)  W/"C  /iW 

- 7.63  WA/  « 7.63  — 

40x  10-‘ x250V/"C  pV 

The  estimated  value  compares  favorably  with  the  value  of  18.5  pW/pV  in  the  Mound 
Calorimeter  and  apparently  offers  considerable  leeway  for  loss  of  sensitivity  due  to  failure 
to  achieve  the  degree  of  isolation  believed  possible.  This  sensitivity  is  not  a constant 
for  this  design;  as  the  copper  reference  block  heats  up  due  to  the  heat  flowing  into  it 
from  the  sample,  this  value  will  change  slightly.  In  Appendix  D we  show  that  tfiis  factor 
is  not  important  with  respect  to  our  intended  use  of  the  instrumentation. 

When  considering  the  selection  of  read-out  instrumentation,  we  must  recognize  that 
the  final  system  will  include  at  least  10  calorimeters.  The  use  of  expensive  microvolt 
amplifier!  such  as  used  with  the  Mound  Calorimeter  with  each  calorimeter  would  tend 
to  make  the  total  cost  prohibitive.  On  the  other  hand,  the  use  of  switching  devices  at 
the  microvolt  input  level  is  also  not  considered  an  inexpensive  or  necessarily  practical 
approach.  The  output  required  by  the  microbiologist  is  the  thermopile  reading  (which 
relates  to  heat  production  rate)  as  a function  of  time  from  sample  insertion.  This  output 
may  range  from  one  or  less  microvolts  to  several  hundred  microvolts.  However,  the  initial 
output  or  the  low  erxl  of  the  range  is  of  primary  interest  Thus  the  introduction  of 
a logarithmic  amplifier  can  allow  us  to  expand  a given  decade  of  the  output  signal  without 
loss  of  ability  to  record  the  higher  output  signal.  This  will  simplify  multichannel  recording 
where  each  channel  may  be  at  a different  output  level. 
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The  read-out  circuitry  proposed  is  shown  in  Figure  13.  Amplifier  A-1,  an  Analog 
Devices  type  AD504M,  is  a low-noise,  low-drift,  integrated  circuit.  It  is  specified  to  have 
a maximum  input  referred  noise  of  0.6  pV  peak-to-peak,  providing  useable  data  down 
to  an  input  of  at  least  1 pV.  Analog  Devices  will  be  willing,  at  Increased  cost,  to  select 
these  devices  for  lowest  noise  (0.3  pV  peak-topeak,  or  less,  mavTitum)  which  would  allow 
good  signal  conditioning  down  to  inputs  of  0.5  pV  or  lower  from  the  thermopile. 


A-3  is  a logarithmic  amplifier.  Analog  Devices  type  AD  755,  which  has  a four  decade 
range  of  input  voltage,  1.0  mV  to  10  V.  It  conforms  to  a true  logarithmic  transfer 
function  within  ±1%. 

Amplifier  A-2  may  or  may  not  be  needed.  The  total  gain  from  thermopile  to  A-3 
input  must  be  10,000  if  0.1  pV  from  the  thermopile  is  to  provide  1 mV  to  the  logarithmic 
amplifier.  While  a gain  of  10^  is  reah>able  with  just  A-1  (maximum  gain  specified  = 10*), 
this  might  lead  to  stability  problems  making  necessary  the  extra  stage.  Any  good  amplifier 
may  be  used  for  A-2,  since  noise  will  no  longer  be  a problem,  but  for  uniformity  another 
type  AD504M,  not  selected  ^or  noise  level,  is  preferred. 

The  output  of  the  logarithmic  amplifier  will  rjo  to  a multi-channel  recorder.  The 
scale  of  this  recorder  can  be  selected  to  cover  the  number  of  decades  of  thermopile  output 
which  one  wants  to  record,  probably  about  2.5  decades  or  a range  of  0.5  to  100  pV. 
Drift  in  this  amplifier  system  will  be  almost  completely  eliminated  by  utilizing  the  constant 
temperature  bath  required  for  the  calorimeter  system,  to  control  temperature  variations 
in  these  units. 


Using  this  system,  the  maximum  cost  per  channel  for  microvolt  amplification  would 
be  approximately  $150: 


A-1,  Analog  Devices  AD504M,  selected 
A-2,  Analog  Devices  AD504M,  non-seiccted 
A-3,  Analog  Devices  AD755 

Total  approximately 


Thus  the  amplifiers  for  a 10  calorimeter  system  would  be  no  more  costly  than  the  single 
microvolt  amplifier  used  with  the  Mound  Calorimeter. 


DMign  Concept 


Individual  Calorimeter  Coll: 

The  information  presented  in  the  previous  section  on  Design  Concept  Development 
does,  in  our  opinion,  support  the  feasibility  of  the  configuration  suggested  for  a single 
calorimeter  cell  of  a multi-cell  assay  tool.  The  same  configuration  adapted  to  use  of 
metal  construction  is  shown  in  Figure  14.  Metal  construction  was  suggested  in  the  analysis 
of  the  previous  section  as  a means  of  building  in  a smaller  helium  barrier  during  the 
equilibration  period;  the  smaller  gap  should  be  just  as  effective  for  purposes  of  isolation 
during  the  heat  production  measurement  period  when  this  gap  contain  a vacuum.  The 
use  of  metal  construction  also  eliminates  a set  of  interfaces  formed  by  the  inner  glass 
envelope  of  the  Dewar  shown  in  Figure  11;  the  elimination  of  such  interfaces  is  desirable 
to  promote  heat  flow. 

This  design  must  be  considered  as  schematic.  A final  detailed  design  will  consider 
the  use  of  commercially  available  construction  shapes  to  minimize  shop  labor  requirements. 
The  only  construction  apsect  for  which  a design  is  not  well  defined  is  the  means  to  provide 
a friction  fit  of  the  sample  bottle  into  the  sample  chamber.  The  objective  of  providing 
many  metal-conductance  paths  across  the  air  gap  can  be  achieved  by  filling  the  space 
with  granular  metal  particles  or  by  wrapping  the  bottle  in  a dimpled  copper  foil.  However, 
we  are  hopeful  that  a design  using  rectangular  spring  elements  can  be  devised  which  will 
simplify  the  introduction  and  removal  of  the  sample  bottle  while  still  achieving  a marked 
reduction  in  the  resistance  to  heat  transfer  of  the  air  gap. 

Multi-cell  layout; 

For  the  first  prototype,  we  propose  to  use  the  Tronac  isothermal  bath  and  the  Tronac 
model  40  Precision  Temperature  Controller  obtained  previously  for  use  with  the  Mound 
Calorimeter.  A total  of  ten  cells  can  be  readily  assembled  in  this  bath.  Each  cel!  would 
be  connected  through  a two-way  valve  to  a vacuum  manifold  and  a helium  gas  source. 
The  vacuum  manifold  would  be  continuously  evacuated  using  a Welch  Duo-seal  No.  1405 
rotary  oil  pump  or  its  equivalent.  Helium  would  be  supplied  from  a gas  cylinder.  Thus 
the  space  surrounding  each  sample  chamber  and  separating  it  from  the  bath  can  be  either 
filled  with  helium  or  evacuated.  The  use  of  a large  vacuum  manifold  is  intended  to 
minimize  the  effect  on  other  cells  which  are  on  the  vacuum  line  when  an  additional  one 
is  edded;  if  not  successful  in  practice,  an  additional  roughing  pump  will  be  required. 

The  amplifiers  will  be  mounted  on  the  side  of  the  bath  to  provide  a constant 
temperature  environment  and  will  be  thermally  insulated  from  the  room. 
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FIG.  14 : CONCEPT  FOR  CALORIMETER  BASED  ON  METAL  CONSTRUCTION 


System  Cost  Estimates: 

The  total  cost  of  such  a calorimetric  instrument  in  production  lots  of  ten  or  so 
is  not  easy  to  assess  at  this  stage  of  development.  Cost  of  building  and  assembling  the 
system  can  be  better  defined  after  the  design  has  been  fixed  in  all  details  and  a prototype 
system  has  been  built.  However,  some  estimates  can  be  given  for  the  equipment  which 
must  be  puchased  as  shown  in  Table  IV. 


Table  IV 

Procurement  Cost  Estimates  for  a 
Ten  Sample  Instrument 


Constant  Temperature  Bath  & Controller 
10  Amplifiers,  selected 
10  Amplifiers,  non-selected 
10  Logarithmic  Amplifiers 
1 Multi-point  Recorder 
1 Vacuum  Pump  (Welch  Duo-Seal  1405) 


$1600 

600 

300 

600 

3000 

300 


Equipment  Sub-Total 


$6400 


This  listing  gives  a purchased  equipment  cost  of  $6400.  The  remainder  of  the  cost  would 
be  supplies,  materials,  construction,  and  assembly  costs.  At  this  stage  of  development, 
we  can  only  guess  that  these  costs  might  run  from  5 to  10  thousand  dollars.  This  would 
imply  a system  cost  on  the  order  of  $15,000  for  a tool  that  would  be  used  daily  to 
analyze  food  samples  for  microbial  contamination  in  a central  food  preparation  facility. 
We  must  emphasize  again  that  we  have  no  good  basis  for  estimating  the  labor  cost  for 
construction  and  assembly,  but  this  exercise  at  least  shows  that  we  cannot  get  such  an 
instrument  for  $5000  and  probably  will  not  have  to  pay  $2D25,0(X). 
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1.  Heat  production  data  were  determined  as  a function  of  concentration  for  three 
aerobic  mesophilic  bacteria  selected  as  representative  of  those  to  be  found  on  contaminated 
foodstuff.  These  data  were  determined  at  the  temperature  (37°C)  and  in  a growth  medium 
known  to  provide  rapid  growth  for  such  bacteria.  The  results  indicate  that  to  detect 
contamination  levels  of  10^  bacteria  per  gram  in  food  samples,  a calorimeter  with  a 
sensitivity  at  least  equal  to  that  used  in  the  studies  (18.5  /iW//xV)  is  required  together 
with  a capability  to  record  meaningful  heat  output  data  by  two  hours  after  sample 
introduction.  With  such  equipment,  measurable  heat  outputs  observed  in  3 hours  or  less 
would  indicate  a probability  that  the  food  sampled  had  contained  10^  or  greater  bacterial 
count  per  gram.  These  results  are  within  the  desired  one-  to  four-hour  detection  time 
as  discussed  in  the  introduction;  they  indicate  that  test  times  for  a calorimeter  assay 
technique  may  be  as  short  as  any  other  technique  currently  under  study.  As  discussed 
in  the  text,  different  growth  media  can  give  higher  heat  outputs,  and  the  opportunity 
exists  to  improve  the  calorimeter  sensitivity;  therefore,  it  may  be  possible  to  reduce  the 
2 to  3 hour  detection  period. 

2.  Calorimeter  design  requirements  were  further  defined  through  experiment  and 
calculation.  A design  concept  for  an  individual  calorimeter  unit  is  presented  together 
with  performance  estimates  indicating  that  the  required  sensitivity  and  equilibration  time 
requirements  can  be  met  and  very  likely  exceeded.  Readout  instnj mentation  requirements 
and  the  layout  for  a ten  sample  system  are  described.  Potential  system  cost  estimates 
are  considered. 
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Recommendations 

1.  Proceed  with  the  detailed  design,  construction,  assembly,  and  test  of  a single 
calorimeter  unit.  The  design  effort  must  include  determination  of  the  details  of  a "friction 
fit"  design  for  the  sample  bottle  in  the  sample  chamber  so  that  the  conductance  obtained 
will  be  several  fold  greater  than  that  using  a loose  fit  with  an  air  gap. 

2.  Adopt  a final  unit  design  and  build  a multi-sample  assay  tool  for  use  by  the 
microbiologists  in  fully  assessing  the  potential  for  this  assay  technique  in  detecting  microbial 
contamination  of  foodstuff.  The  assessment  should  include  the  evaluation  of  alternative 
growth  media  which  may  provide  higher  levels  of  heat  production  and  thus  further  decrease 
the  time  required  for  detection  of  microbial  contamination. 
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Apptndix  A 

HMt  Production  Calculation  from  Calorimatric  Data 
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The  heat  production  in  the  sample  it  given  by  the  expression 

P - k,  AT  + 1 (CAT) 
dt 

where  k|  is  the  constant  relating  the  rate  of  heat  flow  from  the  calorimeter  to  the 
temperature  difference  between  the  twin  calorimeters,  and  C it  the  per  degree  heat  capacity 
of  the  calorimeter  plus  sample.  The  measured  voltage  signal  from  the  bridge,  v,  is 
proportional  to  AT,  so  we  may  define  the  constants: 

AT  - kj  V 

and  ki  AT  * kj  v 

The  constant  ks  may  be  calculated  from  the  temperature  coefficient  of  resistance 
(q)  of  the  wire  (pure  nickel)  used  in  the  bridge,  the  measured  resistance  of  a bridge  arm 
(R)  and  the  current  (i)  maintained  to  the  bridge. 

V = i/2  AR  * i/2  a RAT 

v/AT  * i/2  qR  * 0.005  x a00575  x 1417  V/°C 

2 

and  kj  * ^ » 4.909  x 10"*  °C/pV 

V 

The  constant  k]  is  determined  from  calibration  of  the  calorimeter  by  providing  a 
known  power  input  eiactrically,  using  the  heater  in  the  calorimeter,  and  observing  the 
signal,  v,  at  equilibrium  where  d/dt  (CAT)  > 0. 

Then  kj  = P/v  » 18.5  pW/pV  (from  measurements)  and  of  course  k|  = kj/ka. 
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The  value  of  C is  determined  by  observing  the  cooling  rate  of  the  calorimeter.  Since 
tha  heat  content  which  is  to  be  determined  is  a rather  indeterminate  mass  including  the 
sample  and  a good  bit  of  the  inside  of  the  calorimeter,  it  is  important  that  we  determine 
C under  the  same  conditions  for  which  it  is  to  be  used;  that  is,  with  the  sample  bottle 
as  the  source  of  heat.  So  a slightly  warmed,  sterile  bottle  is  placed  in  the  calorimeter 
and  the  cooling  is  observed.  Here  P ■■  0,  and  if  we  designate  Tq  as  the  starting  temperature, 
and  T/^  as  the  ambient. 


50 


k,  AT  = - _ (CAT) 

dt 


dt  = 
C 


— In 


To  TTa 


T-Ta 

To-Ta 


(T  - Ta)  = (To-TA)e 
or  AT  = AToC'*^’’ 
where  r = C/k,,  the  time  constant. 

Implicit  in  this  analysis  is  the  assumption  that  there  is  a uniform  temperature,  T, 
of  a mass,  with  a heat  content,  C,  on  one  side  of  a heat  barrier  and  a constant  temperature, 
Ta,  on  the  other  side.  This  can't  be  strictly  true  since  there  is  a distribution  of  temperature 
in  the  bottle,  and  part  of  the  material  contributing  to  the  value  of  C is  also  part  of 
the  heat  barrier.  The  latter  point  fs  taken  care  of  if  C is  detern  ..ied  as  described.  The 
impact  of  temperature  distribution  in  the  sample  will  also  be  minimized  if  all  heat  flow 
processes  are  determined  by  constants  which  are  essentially  independent  of  the  temperature 
difference,  as  is  expected  for  conduction.  However,  there  can  be  convective  heat  transfer 
in  the  bottle  and  in  the  air  around  the  bottle,  and  convection  is  very  dependent  on 
temperature  gradients.  In  Appendix  C-1  we  show  that  convection  in  the  bottle  can  be 
an  important  process  of  heat  transfer  in  the  sample  and  the  convection  in  the  air  gap 
between  the  bottle  and  the  chamber  wall  is  not  an  important  process.  However,  tests 
comparing  bottle  heating  in  the  calorimeter  with  heating  in  the  preheater  show  that 
processes  in  the  calorimeter  are  principally  determined  by  the  heat  barrier  or  thermal 
resistance  of  the  calorimeter.  Thus  the  present  analysis  should  be  essentially  correct.  This 
will  be  confirmed  if  the  time  constant  determined  as  above  is  truly  a constant. 

The  results  of  such  a cooling  test  are  shown  in  Fig.  A1.  There  was  sufficient  sensitivity 
to  determine  four  time  constants.  The  value  of  the  constant  did  change  somewhat,  but 
should  be  constant  enough  for  our  purposes,  and  has  a value  of  about  26  minutes.  The 
constant  kj  was  measured  to  be  18.5  pW/pV  so 


k,  = kj/kj  = — * 3.77  X 10*  mW/°C  = .377  W/°C 

4.909  X ia* 

C = k,  T = 0.377  X 26  X 60  » 588  J/°C 

so  P = kj  V + kjC  dv/dt 

= 18.5  V + 8.02  (dv/dt) 

with  P in  /iW,  V in  /iV  and  dv/dt  in  ^V/hr. 

This  equation  was  used  to  derive  th  heat  production  data  in  Figures  7-9  of  the 
text  from  v and  dv/dt  values  taken  from  ;ie  calorimetry  measurements  in  Figures  1-6. 


Appondix  B 

An  Analysis  of  vha  Bottla  Halting  Problim 

In  a conduction  calorimetar,  heat  produced  in  the  sample  passes  through  a barrier 
to  a heat  sink.  The  temperature  drop  across  this  barrier  is  a measure  of  the  heat  flow 
and  so  of  the  rate  of  heat  production.  In  order  to  measure  small  rates  of  heat  production 
in  the  sample  calorimeter,  one  must  be  able  to  measure  small  temperature  differences 
between  the  sample  and  the  sink  or,  m the  cam  of  the  Mo<jnd  Calorimeter,  between  the 
twin  calorimeters.  With  the  Mound  Calorimeter  used  in  this  work,  a detectable  signal 
of  one  microvolt  corresponds  to  a temperature  difference  of  5 x KT’^C.  Obviously, 
before  any  meaningful  measurements  of  small  heat  production  levels  of  the  sample  may 
be  made,  the  sample  must  be  equilibrated  to  a temperature  difference  less  than  this. 

If  a sample  bottle  at  room  temperature,  say  27° C,  is  placed  in  the  Mound  Calorimeter 
operating  at  37°C,  it  takes  2 hours  to  reach  a AT  of  0.05°C  and  about  another  2'^  hours 
to  get  down  to  5 x 1(T^°C.  In  order  to  shorten  this  time  we  preheat  the  bottle.  The 
first  two  or  three  hours  of  equilibration  in  the  calorimeter  are  speeded  up  by  use  of 
a preheater  with  a greater  rate  of  heat  exchange,  but  the  exact  speed  and  manner  of 
transferring  from  the  preheater  to  the  calorimeter  has  been  too  great  a variable  to 
accomplish  equilibration  to  closer  than  a few  hundredths  of  a degree  in  a preheater. 

The  preheater  used  was  a glass  jacket  with  a cavity  about  the  same  diameter  as  the 
calorimeter.  Water  at  a controlled  temperature  was  circulated  in  this  jacket  Th's  system 
heated  the  bottle  a little  more  than  twice  as  fast  as  in  the  calorimeter,  which  still  isn't 
as  fast  as  we  would  like  to  achieve  directly  in  the  calorimeter.  So  the  problem  is  how 
to  heat  the  sample  bottle  directly  in  a calorimeter  and  even  faster  than  was  done  in  the 
preheater. 

To  better  understand  the  equilibration  problem  we  will  attempt  to  calculate  haat 
flows  and  relate  these  data  to  experience.  In  the  pre-heater  the  circulating  v/ater  is 
maintained  at  a constant  temperature.  When  a cold  bottle  is  inserted,  heat  is  conducted 
through  the  glass  wall;  this  heat  is  transferred  from  the  wall  to  the  bottle  by  conduction 
and/or  convection  in  the  air,  by  radiation,  and  by  conduction  at  points  of  contact  between 
the  wall  and  bottle;  it  is  then  conducted  through  the  glass  of  the  bottle  and  finally 
transferred  to  the  liquid,  principally  by  convection.  If  we  can  calculate  each  of  these 
processes  and  combine  their  ovorall  effect,  we  can  compare  calculated  heating  rates  with 
measured  rates  and  so  gain  confidence  in  our  calculations  for  a design  where  we  can't 
make  measurements. 
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For  each  process  of  heat  transfer,  we  wish  to  determine  a heat  transfer  coefficient, 
h,  defined  by  the  relation 


P = hAAT 


where  P is  the  rate  of  heat  transfer  for  a temperature  difference,  AT,  and  an  area,  A. 
The  quantity  h is  most  useful  when  it  doesn't  vary  with  temperature  or  temperature 
difference.  The  heat  transfer  coefficient  for  conduction  varies  very  slowly  with  temperature 
and  for  our  purposes  may  be  considered  constant.  Radiative  transfer  varies  with  the  fourth 
power  of  the  absolute  temperature,  but  for  the  comparatively  small  values  of  AT 
encountered  here  an  h for  radiation  can  be  derived  as  shown  later  in  this  discussion  which 
doesn't  change  significantly.  Thus  in  a total  heat  transfer  situation  in  which  convection 
contributes  little  we  have  a constant  h for  the  entire  process.  However,  the  convective 
heat  transfer  coefficient  normally  depends  strongly  on  AT,  and  when  convection  is  an 
important  component  of  the  total  heat  transfer  process,  we  cannot  use  a co'^stant  value 
of  h,  but  must  use  a calculation  method  which  takes  into  consideration  the  temperature 
gradient  in  the  convective  medium.  These  comments  are  expanded  upon  in  the  following 
discussion. 


If  h is  essentially  a constant  for  the  overall  process,  the  heating  is  exponential.  This 
is  shown  as  follows: 


hAAT  = Cs  _ 
dt 


where  Cj  is  the  heat  capacity  of  the  sample  being  heated 


t = 


t/r 


dT 


hA 


= - In 


Ta-T 

' o 

Ta-T 

Ta-To 


where  Tq  is  the  starting  temperature  of  the  sample  and 
Tg  is  the  temperature  of  the  surroundings 


where  t = Cj/hA 


= e 

TaTo 

AT=ATQe’^^’’  where  AT  is  the  temperature  difference  at  time  t and 

ATq  that  at  time  zero 
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Thus  if  h is  a constant,  we  can  calculate  the  time  constant  and  use  it  to  compare 
the  heating  under  different  conditions.  The  heating  behavior  observed  in  the  Mound 
Calorimeter  from  a AT  of  10°C  to  one  of  0.06°C  in  2 hours  gives  a time  constant  of 
22.6  minutes;  from  10°C  to  5 x 1(T’°C  in  4%  hours  corresponds  to  a time  constant 
of  22.1  minutes.  Thus  our  observations  indicate  that  this  process  is  exponential.  If  we 
wish  to  develop  a system  that  would  accomplish  this  equilibration  in  one  hour,  it  should 
have  a time  constant  of  about  five  minutes,  since  equ'libration  from  a AT  of  10°C  to 
about  10^°C  requires  a total  time  of  about  10  r. 

We  next  return  to  calculations  for  heating  in  the  preheater;  for  conduction  in  air 
at  37°C,  k » 2.69  x 10^  W/cm- C,  and  the  air  gap  around  the  bottle  is  about  1.1  mm. 
So  for  conduction: 

h ^ ^ - 2.46  X 1(T*  W/cm»“C 

J 0.11 

Radiative  heat  transfer  may  be  expressed  as: 
q/A  * fo(Ta^-T«) 

where  e is  the  emissivity  and  a is  the  Stefan-Boltzman  constant.^ 

0 = 5.67  X 10-‘*  W/cm*K^ 

There  is  a more  exact  equation  for  radiative  transfer  between  one  cylinder  inside  another 
such  £S  we  have  hbre,  but  for  values  of  c near  one  it  doesn't  make  much  difference. 
Since  we  have  no  surfaces  either  vary  shiny  or  very  dull,  an  c of  0.90  is  a good 
approximation.  In  order  to  get  a heat  transfer  coefficient  with  the  same  units  as  for 
conduction  we  divide  by  AT. 


Ta^-T^ 

hf  - ea  ( — ) 

Ta-T 

For  a AT  of  10“C  and  a T,  of  37”C  we  have 


hr 


0.90  X 5.67  X 10-'*  (310* -300*) 
— 


5.79  X 10-*  W/cm’“C 


For  a AT  of  1*C  this  has  risen  to  6.05  x 1(7*  and  as  AT  vanishes  it  approaches  6.08  x 
10~*.  So  we  will  have  very  little  error  if  we  use  a constant  value  of 


hr  - 6 X 10*  W/cm^^C 
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The  applicable  area  for  and  is  the  total  outside  area  of  the  bottle. 

A = 7T  X 2.86  X 5.5  + 2 X X 2.86*  = 62.3  cm* 

4 

Convection  is  not  appreciable  under  these  conditions  (see  Appendix  C-1).  The  total  heat 
transfer  will  be  affected  somewhat  by  conduction  in  the  glass  of  the  preheater  and  bottle 
and  by  convection  in  the  liquid  but  the  effect  will  be  small  and  not  included  here.  So 
for  the  total  heat  transfer  per  unit  AT 

hA  = h(.A  + h^  A 

= 2.45  X 1(T*  X 62.3  + 6 x ICT*  x 62.3 

= 0.190  W/“C 

The  sample  bottle  contains  24  g of  liquid,  basically  water.  The  glass  bottle  has 
a water  equivalent  of  4 g,  so 

Cj  = 28  g X 4.184  J/g“C  = 117.2  J/°C 
C 117  2 

and  T = _i  = 1_  = 618  sec  = 10.3  min 

hA  0.190 

When  a bottle  was  heated  in  the  preheater,  the  time  constant  obtained  was  about  9.5 
min.  This  is  probably  as  close  an  agreement  as  can  be  expected  for  a calculation  of 
this  kind. 

In  order  to  reduce  this  time  constant,  one  means  to  consider  is  the  reduction  of 
the  dimension  of  the  air  gap;  that  is,  make  the  bottle  a better  fit  in  the  cavity.  However, 
when  this  barrier  to  heat  flow  is  reduced,  we  can  no  longer  use  the  same  method  for 
our  calculations,  because  quantities  we  have  up  to  now  ignored  become  appreciable.  This 
is  apparent  from  heating  curves  obtained  in  the  preheater  with  the  bottle  sun-ounded  with 
water. 

For  this  situation  we  find  that  we  must  consider  heat  transfer  through  the  preheater 
glass,  the  water  in  the  former  air  gap,  and  the  sample  bottle  glass,  and  finally,  the 
distribution  of  heat  into  the  sample  in  the  bottle  by  convection.  This  last  transfer  is 
the  most  complicated  to  calculate.  However,  it  is  important,  as  we  find  out  if  we  try 
a calculation  ignoring  it.  Such  a calculation  gives  a time  constant  of  about  1.5  minutes. 
The  observed  heating  curve  does  not  quite  follow  an  exponential  law,  but  an  average 
of  the  first  four  time  constants,  computed  as  if  it  was  an  exponential  curve,  gives  a value 
of  2.6  minutes.  This  lack  of  agreement  indicates  neglect  in  our  calculations  of  a signiii  ant 
barrier  to  heat  transfer.  This  is  convection  in  the  sample,  which  is  analyzed  in  Appendix 


CO 


C-1.  We  see  from  this  analysis  that  the  thermal  conductance  for  the  convective  process 
of  heat  transfer,  Hy,  in  the  sample  is  a function  of  AT.  This  explains  why  the  heating 
cup.'8  observed  is  not  exponential.  The  following  scheme  can  be  used  to  calculate  a heating 
curve  which  considers  the  convective  component  of  heat  transfer. 


The  AT  referred  to  in  Appendix  C-1  is  not  the  total  AT  that  is  measured  in  our 
heating  cunre  experiment,  but  it  is  only  the  temperature  drop  across  the  convection 
boundary  layer.  We  shall  call  this  ATy.  The  method  of  calculation  requires  that  we 
start  by  assuming  a ATy,  determine  Hy  from  the  curve  given  in  Appendix  C-1  and  calculate 
AT  as  indicated  below.  In  order  to  get  a particular  overall  AT,  say  of  10°C,  a trial  and 
error  process  is  necessary.  To  calculate  AT  we  note  that  the  hee*  flux  through  the 
convection  layer  must  equal  the  total  flux;  this  is  true  over  practically  the  total  calculation 
since  it  is  only  at  the  lowest  AT  values  of  interest  that  the  convective  transfer  component 
approaches  the  low  value  of  the  conduction  component. 


HyATy  = Ht  AT 


AT 


HyATy  _ 


.1 


1 


1 
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= Hy  ATy  ( + + + ) 
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where  Hp.n.,  Hyy,  H^.g.  are  the  thermal  conductarices  across  the  preheater  glass,  water 
layer  and  oottle  glass.  We  can  also  solve  for  the  total  conductance,  H^,  and  can  then 
write  the  equation: 


H^AT 


Cs 


£T 

dt 


where  C5,  the  heat  capacity,  has  the  same  value  as  before,  117.2  J/°C.  Since  H^  is  a 
function  of  AT  we  cannot  solve  this  equation  directly  but  since  we  know  their  values 
at  any  time  we  can  calculate  the  average  values  over  an  interval  and  use  this  with  little 
error.  So  we  write: 


dt 


Cj rfr 

Hj  ave  AT  ave 
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Here  dt  and  dT  are  taken  as  finite  intervals  of  time  and  temperature.  By  adding  successive 
values  of  dt  we  calculate  the  heating  as  tabulated  in  Table  B-1.  Each  heat  transfer 

coefficient  derived  earlier  is  applied  to  the  appropriate  area  to  calculate  thermal 
conductances;  that  is,  for  the  preheater  glass  - the  surface  in  the  region  of  the  bottle; 
for  the  water  and  bottle  glass  - the  outer  surface  of  the  bottle;  and  for  the  convection  - 
the  vertical  surface  in  the  bottle.  For  glass  k = 0.011  W/cm°C  and  C = 0.15  cm  and 
for  water  k = 0.00623  W/cm°C  and  C = 0.1 1 cm.  We  also  include  radiation  at  this  point 
though  it  contributes  little.  The  thermal  conductances  are: 


Hp.g.  = 

Ak 

6 

= 54.3  X 0.01 1 = 3 OR  y//°r 

.15 

*^b.g  = 

AK 

t 

- = 4.57  W/"C 

0.15 

Hw  = A 

k 

(- 

+ hr)  - 62.3  (0  °0®23  ^ q.0006)  = 

( 

0.11 

these  data 

we 

find 

1 

1 

1 

= 0.750 

3.98 

4.57 

3.57 

so  AT  = 

AT 

V 10.750  Hy  + 1)  where  Hy  = 42.6  hy 

and  Hf  = 

1 

0.750  + 1/Hy 


W 

°C 


In  Fig.  B-1  we  plot  a curve  from  Table  B-1  for  AT  vs  time,  together  with  some 
measured  values.  The  measured  values  were  made  with  a single  thermocouple,  and  therefore 
are  not  taken  to  extremely  small  AT  values,  but  as  far  as  they  go,  the  agreement  is  good. 
The  calculations  weren't  taken  down  to  the  AT  of  5 x 10’’°C  we  want  to  reach  in  the 
calorimeter,  but  it  is  estimated  that  this  temperature  could  be  reached  in  a little  over 
an  hour  which  is  the  time  scale  we  are  trying  for. 

With  air  outside  the  bottle,  we  must  reduce  C to  achieve  a conductance  comparable 
to  the  water.  We  can  calculate  what  it  must  be  in  order  to  give  the  same  times  as  the 
above  calculation. 
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0.00011  0.144  0.176  0.000488  0.00035  913.0  3496.0 


TIME  (MINUTES) 

CALCULATED  HEATING  CURVE  (INCLUDING  CDNVECTION 
COMPONENT  IN  SAMPLE)  COMPARED  TO  EXPERIMENTAL  DATA 


It  is  difficult  to  say  whether  this  can  be  achieved  or  not,  but  it  seems  that  it  would 
not  be  possible  with  ordinary  molded  bottles.  It  would  require  that  the  bottles  be  ground 
to  size  and  the  cavities,  machined  to  size. 


Finally  we  are  in  position  to  calculate  bottle  heating  for  the  design  of  Figure  11 
presented  in  the  text  In  operation,  the  vacuum  space  surrounding  the  calorimeter  during 
measurement  is  to  be  flooded  with  Helium  or  mercury  during  the  equilibration  period. 
If  it  is  necessary  to  use  mercury,  we  will  have  the  question  of  whether  we  can  get  a 
good  enough  vacuum  with  continuous  pumping  when  we  need  it  For  calculating  bottle 
heating,  conouctance  in  this  helium  or  mercury  filled  space  together  with  the  surrounding 
glass  takes  the  place  of  that  in  the  preheater  glass  in  the  above  calculation  for  bottle 
heating  in  the  preheater.  In  Appendix  C-2  we  calculate  the  total  heat  transfer  coefficient 
through  this  space  with  either  helium  or  mercury.  We  find  that  it  is  0.250  W/°C  with 
helium,  1.70  W/°C  with  mercury,  either  of  which  will  replace  the  value  of  3.98  W/°C 
for  the  preheater  glass  used  in  the  calculation  above.  We  assume  that  the  metal  sample 
chamber  is  a perfect  conductor  and  that  it  is  machined  and  the  bottles  ground  to  give 
the  same  heat  transfer  coefficient  across  the  air  gap  as  in  the  preheater  with  water.  If 
this  is  not  possible,  it  might  be  possible  to  use  a liquid  around  the  bottle  in  the  calorimeter. 
If  we  used  water  it  would  be  necessary  to  seal  the  cavity  to  prevent  any  heat  absorbing 
evaporation.  However,  a low  vapor  pressure  liquid  could  be  used  without  sealing,  or  we 
could  use  a powdered  metal.  Any  of  these  alternatives  appean  to  complicate  use  of 
the  system,  so  it  will  be  much  better  if  we  can  use  either  precision  spacing  or  develop 
a friction  fit  alternative  that  significantly  reduces  the  magnitude  of  the  air  gap  barrier. 

So,  replacing  just  the  coefficient  corresponding  to  the  preheater  glass,  we  proceed 
as  above  and  find  that  to  reach  the  AT  which  took  just  under  an  hour  with  the  preheater 
requires  over  two  hours  with  helium  and  just  over  an  hour  with  mercury.  These  calculations 
are  tabulated  in  Tables  B-2  and  B-3. 


0.0001  0.162  0.00017  0.094  0.1055  0.00093  0.000635  27.1  132.5 


Appendix  C 


Htat  Tranifir  Cakulatiofw 


1.  Fraa  Convaction 

Convection  in  either  a liquid  or  a gas  may  be  calculated  from  fundamental  quantities 
in  only  a very  limited  number  of  simple  cases.  However,  much  experimental  work  has 
been  done,  and  this  can  usually  be  correlated  by  the  use  of  various  dimensionless  quantities. 
These  are; 

C M 

the  Prartdtl  number.  Pr  * _E_ 

k 

where  Cp  is  the  specific  heat  at  constant  pressure 
H is  the  dynamic  (or  absolute)  viscosity 
and  k is  the  thermal  conductivity, 

^ V 

the  Nusselt  number,  Nu  « -f- 

k 

where  h is  the  heat  transfer  coefficient 
and  X is  a characteristic  dimension 

^ aflp’  AT  X * 
and  the  Grashof  number,  Gr  > =2! 


where  g is  the  acceleration  of  gravity, 

0 is  the  volume  coefficient  of  expansion 
p is  the  density 

and  AT  is  the  temperature  difference  causing  the  convection. 

First  we  shall  consider  the  pos'bility  of  convection  in  the  1.1-mm  air  gap  between 
the  preheater  wall  and  the  sample  bottle.  It  can  be  shown  * for  enclosed  air  spaces 
between  vertical  walls  that  if  the  Grasdiof  number  is  leas  tfian  2000,  convection  is  not 
significant  compared  to  conduction.  For  the  case  of  air  at  37°C  (310K) 


* Jakob,  M.:  Free  convection  through  enclosed  plane  gas  layers,  Trans  ASME,  vol  68, 
p 189,  1946. 


p = 11.38  X lO’^  gm/cm^ 

M = 1.89  X lO’^  gm/cm  sec 
P = 3.23  X 10"^  1C'  (for  gases  P = 1/T) 
g = 980  cm/sec^ 

The  space  in  question  is  0.11  cm  across,  and  the  greatest  AT  we  would  have  would  be 
10°C; 

:o  Gr3jr  = 1.5,  indicating  that  convection  transfer  in  the  air  gap  is  not  significant  | 

(f  we  repeat  for  water  in  this  gap  at  37°C,  I 

j 

p = 0.9954  g/cm^  i 

p = 0.000286K-' 

p = 0.006915  g/cm-sec 

so  Gry^3{er  = 77,  indicating  again  that  we  can  ignore  convection  in  this  space. 

However,  this  is  not  the  situation  for  the  liquid  inside  the  bottle.  As  was  discussed 
in  Appendix  B,  it  is  necessary  to  include  the  convective  transfer  component  as  developed 
below  in  order  to  explain  not  only  the  observed  rates  of  heating  but  also  the  lack  of  | 

exponential  heating  behavior  under  some  conditions.  Most  of  the  experimental  work  in  I 

natural  convection  can  be  correlated  by  equations  of  the  form  | 

- 

Nu  =—  = C (Gr  PrP 

k j 

where  the  bars  over  the  quantities  refer  to  the  average  value  over  the  surface.  The  constants  | 

C and  m depend  on  the  geometry  and  range  of  properties,  C usually  being  between  0.1  ^ 

and  0.6,  and  m either  1/4  or  1/3.  For  instarx:e,  for  vertical  planes  or  cylinders  when  j 

the  product  Gr  Pr  is  between  10*  and  10’  the  equation  is:  j 

f^j  = 0.59  (Gr  Pr)’/‘  * 

i 

cl 


* McAdams,  W.  H.,  Heat  Transmission,  3rd  ed.  McGraw-Hill  Book  Co.,  New  York,  1954. 
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To  calculate  Gr  Pr  we  need  for  water  at  37°C,  besides  the  values  given  earlier, 

Cp  =4.178  J/g-“C 
k = 0.00623  W/cm-“C 

and  the  height  of  the  effective  cylindrical  surface  on  the  bottle,  5 cm,  as  the  characteristic 
dimension  X. 


Cp  g 0 X ^ AT 
Gr  Pr  = 

Uk 


3.36  X 10‘  AT 


So  we  see  that  for  much  of  the  bottle  heating  situatir>n  we  are  investigating  we  are  in 
the  range  of  the  above  equation,  but  before  we  get  down  to  AT  = 5 x 10"*  “C  the  Gr  Pr 
product  will  be  below  10*.  In  this  low  region  a slightly  different,  graphical  scheme  must 
be  used,  the  details  of  which  we  need  not  go  into  here,  (see  McAdams,  1954} 


So  we  have: 


h - k Nu  = 7.35  X ia*  (3.36  x 10*  AT)’-4 

X 


It  is  this  equation  into  which  we  insert  the  values  of  AT  within  the  liquid  (except 
for  AT<0.003°C  as  indicated  above)  to  obtain  the  values  of  Hy  (which  isT)  times  the 
vertical  cylindrical  area)  to  use  in  our  calculations.  For  convenience  h was  plotted  against 
AT  within  the  liquid  in  Figure  C-1.  It  varies  from  0.0559  for  a AT  of  10 

to  0.0039  for  a AT  of  10'*'’C. 


2.  Heat  Transfer  from  Bath  to  Calorimeter 

We  wish  to  calculate  the  thermal  conductance  in  the  design  of  Figure  11  of  the 
text  across  the  helium  gas  from  the  exterrwl  bath  to  the  metal  bottle  holder  in  the 
calorimeter.  There  are  three  parallel  paths  of  heat  flow  we  can  visualize.  One  is  the 
shortest  direct  line  across  the  space.  Another  is  across  the  space  above  the  holder  and 
down  through  the  inner  glass  wall.  The  third  is  across  the  space  to  the  internal  heat 
sink  and  up  through  the  themnocouple  system  to  the  bottle  holder.  Call  the  conductances 
corresponding  to  these  three  pathways  H,.  Hj,  and  Hj. 
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The  surface  for  Hi  is  5 cm  high  so 
A[  * jr  X 3.45  x 5 * 54.2  cm* 

Thus  for  two  thicknesses  of  1.5  mm  glass  with  a k of  0.01 1 W/cm°C  and  4-mm  of  helium 
with  a k of  1.6  X 1 0'*  W/cm“C 

Hi  = 512 . 0.184  W/“C 

0.3  ^ 0.4 

0.011  0.0015 

In  a similar  fashion  we  calculate  the  conductance  for  the  area  above  the  holder,  but  the 
heat  must  then  be  conducted  down  through  the  glass  to  reach  the  holder  so  the  total 
conductance  is  much  less  and 

Hi  = 0.007  W/“C 

For  the  copper  heat  sink  there  is  more  area  involved. 

A3  = jr  X 3.45  X 7 + — 3.45*  = 94.6  cm* 

2 

Then  using  the  other  figures  the  same  as  for  H,,  we  get  for  the  conductance  to  the 
sink  0.322  W/°C.  Elsewhere  (see  Appendix  C-3)  it  is  shown  that  the  conductance  from 
the  sink  to  the  bottle  is  0.0725  W/°C.  This  combines  reciprocally  with  the  above  figure 
to  give  for  H3  a value  of  0.059  W/°C.  H|,  Hi,  and  Hi  then  add  directly  to  give  a 
total  thermal  conductance  across  the  helium  gas  of  Hne  * 0.250  W/°C. 

If  instead  of  considering  the  gap  filled  with  helium  we  did  the  exact  same  calculation 
for  mercury  using  the  k of  liquid  mercury,  0.091  W/cm°C,  we  get  Hhq  “ 1.790  W/°C. 

3.  Thermopile  Construction  end  Thermal  Conductance 

It  was  decided  to  use  a copper-constantan  thermopile  constructed  by  a plating 
technique  in  the  design.  Solid  state  thermo-elements  such  as  bismuth  telluride  might 
possibly  be  substituted  with  very  little  change  in  the  design,  but  not  having  full  information 
on  their  characteristics,  we  considered  metal  couples  in  these  design  calculations. 

To  construct  the  plated  couples,  we  started  with  two  solid  plastic  cylinders,  7 mm 
diameter  and  19  mm  long.  On  each  we  close  wound  125  turns  of  36  gage  enamelled 
constantan  wire.  (36  gage  wire  is  0.127  mm  diameter;  with  enamel  this  increases  to 
0.141  mm;  thus  125  x 0.141  » 17.6  mm.  If  this  number  of  turns  runs  too  close  to 
the  ends,  a few  less  turns  could  be  used.)  To  produce  a thermopile,  the  enamel  is  removed 
from  the  outer  surface  with  fine  emery  cloth;  the  cylinder  is  held  horizontally  and  dipped 


exactly  half  way  into  a plating  solution  and  plated  with  copper.  Now  when  the  cylinders 
are  held  between  two  surfaces  with  the  plated-unplated  junctions  at  the  surfaces  there 
are  125  pairs  of  copper-constantan  junctions  in  series  on  each  cylinder  to  measure  the 
difference  between  the  surfaces.  Construction  of  similar  couples  are  discussed  by  W.  E. 
Evans.  * 


For  our  use  we  must  consider  the  heat  conduction  of  the  thermopile  as  well  as  the 
thermoelectric  power.  Since  copper  has  almost  twenty  times  the  thermal  conductivity 
of  constantan,  the  thickness  of  the  plating  is  important.  Removing  the  enamel  as  described 
would  probably  bare  about  a fourth  of  the  circumference  of  the  wire.  Platings  one  fifth 
of  the  wire  diameter  in  thickness  have  been  successfully  used  in  construction  of  such 
thermopiles.  Thus  we  estimate  the  cross-sectional  area  of  the  copper  as  0.100  x 0.025  = 
0.0025  mm^.  That  of  the  constantan  is-^-  x 0.127^  = 0.0127  mm^.  Since  the  thermal 
conductivity  of  copper  is  3.86  W/cm°C  Snd  that  of  constantan  is  0.218  W/cm°C  and 
the  length  of  each  section  on  the  7 mm  cylinder  is  11.2  mm,  the  conductance  of  the 
unplated  arm  is: 


’cons 


9. 


0.218x0.0127  ^ 2.47  X 10-*  W/”C 


11.2 


10 

1 


that  of  the  plating  = 3.86  x 0.0025  ^ _i_  _ 8.62  x 10"*  W/”C 

^ 11.2  10 

that  of  the  plated  arm  is  = (2.4/  + 8.62)  x 1CT*  = 11.09  x 10"*  W/°C 

and  that  of  each  pair  is  H^paj^)  = (11.09  + 2.47)  x 10'*  = 1.356  x ICT^  W/°C 

4.  Heat  Flow  Paths  and  System  Sensitivity 


We  will  now  calculate  thermal  conductance  values  for  all  the  heat  flow  paths  in  the 
apparatus.  Through  all  the  couples  we  have 


Hcouples  = 250  X 1.356  x Iff^  = 0.0339  W/”C 


The  larger  this  last  figure  is  in  relation  to  the  other  flows,  the  more  sensitive  and 
more  stable  the  design  will  be.  The  couples  are  mounted  in  a disk  of  plastic  30  mm 
in  diameter  and  7 mm  thickness.  Use  k = 0.00144  W/cm°C  as  an  average  value  for  hard 
plastics.  A = -^  30^  = 707  mm^ 


H 


plastic 


0.00144  X 707 


i = 0.0145  W/”C 


• W.  E.  Evans  in  "Biochemicai  Microcalorimetry",  H.  D.  Brown,  Ed.  (Academic  Press, 
NY,  1969),  p 266. 
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There  will  be  conduction  down  the  glass  of  the  inside  wall  of  the  dewar.  This  will 
be  an  annular  area  with  32.5  mm  average  diameter,  1.5  mm  width  and  will  be  7 mm 
long.  A = ir  X 32.5  x 1.5  = 153.2  mm* 

Use  0.011  W/cm°C  for  the  k of  glass. 

u 0.011  X 153.2  1 nMA^ 

^^fllass X - >=  0.0241  wrC 

If  the  sample  chamber  and  heat  sink  do  not  fit  tightly  in  the  dewar  this  figure  would 
be  smaller.  However,  then  it  might  be  variable  and  contribute  to  unsteadiness.  The  total 
flow  from  sample  to  sink  is:  0.0339  + 0.0145  + 0.0241  = 0.0725  W/°C. 

Next  we  calculate  a conductance  value  for  the  heat  flow  up  from  the  sample.  Through 
the  glass-straight  psrt-for  which  A = 153.2  mm*,  C = 46  mm 

kA  ^ 0.011  X 1M.2  X 1 , 0.00366  W/“C 
« 46  10  ^ 

Through  the  glass-curved  part 

A „ ..  32.5.  t 43.5.  ^ , 5 , 

2 

£ » = 8.64  mm 

2 

^ 0.011  X 179  X — = 0.0228  W/°C 

6 8.64  10 

Since  these  are  in  series  their  reciprocals  add  as  follows: 

Hgiass  = ^ = 0.00315  W/°C 


0.00366  0.0228 

The  plug  will  be  insulating  material;  assume  k * 0.00038  W/"C 

1^  ^ 0.0038  X 707  ^ ^ = 0.00061  W/°C 

i 44  10 

So  the  conductance  value  for  the  total  heat  flow  upward  is  0.000376  W/°C 
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As  a preliminary  indication  of  sensitivity  we  can  calculate  what  it  would  be  if  the 
heat  sink  were  not  isolated  but  communicated  with  the  bath.  Then  using  40  pV/°C  as 
the  average  sensitivity  of  a copper-constantan  thermocouple, 

(0.0725  + 0.0038)  W/°C  , uW 

- 7.63  — 

(40  X 10-«  X 250)V/°C  pV 


|J.  Comparing  this  with  the  18.5  value  for  the  calorimeter  used  to  obtain  the  data  in 

p this  report,  we  see  that  there  i^plenty  of  leeway  for  loss  of  sensitivity  due  to  isolation 

I of  the  heat  sink.  Calculation  of  the  response  of  the  actual  design  is  considerably  more 

t complicated.  It  is  presented  in  ApF>endix  D. 
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Appendix  D 


Estimatsd  Retponte  of  Calorim«tir  Dtsign  Concept 

In  the  preceding  section  it  was  implied  that  unlike  the  design  calorimeter,  the  Mound 
Calorimeter  had  a fixad  calibration  constant.  That  this  can  only  be  applied  directly  to 
the  observed  temperature  difference  under  equilibrium  conditions  such  as  may  be  attained 
with  an  electric  calibration  was  seen  earlier;  when  AT  is  varying,  a correction  for  changing 
heat  content  of  the  sample  and  container  must  be  applied  to  calculate  more  closely  the 
true  heat  production  rate.  With  the  design  calorimeter  it  is  necessary  to  consider  both 
changing  heat  content  of  the  calorimeter  cell  and  contents  and  the  slowly  changing 
temperature  of  the  isolated  heat  sink  used  as  a temperature  reference,  so  even  with  a 
constant  power  input  we  can  have  no  fixed  calibration  constant  The  impact  on  the 
measurements  of  using  an  isolated  heat  sink  as  a temperature  reference  must  be  assessed. 

In  order  to  calculate  the  response  we  proceed  as  follows: 

Let  Ts  = temperature  of  the  sample 
P = power  generated  in  sample 
Tc  * temperature  of  heat  sink 
Cc  ^ heat  capacity  of  sink 
He  > thermal  conductance,  sample  to  sink 
Ta  - constant  temperature  of  bath  surrounding  calorimeter 
Ha  = thermal  conductance,  sample  to  surrounding  bath 

P will  be  given  as  a function  of  time,  probably  in  tabular  form,  and  Ts  and  Tc 
are  to  be  calculated  with  Ts-Tc  being  the  desired  result 


P=Cs 

dt 

Ha(Ts-Ta)  + Hc(Ts-Tc) 

(1) 

Cc 

dTc 

dt 

Hc(Ts-Tc) 

(2) 

With  P constant  or  expressed  analyticallv,  these  could  probably  be  solved  analytically. 
But  with  P in  tabular  form,  a numerical  form  of  solution  is  necessary.  If  the  table  is 
not  in  equal  intervals  of  time,  dt,  it  should  be  placed  in  this  form.  Then  using  the  notation: 

ATs  = Ts-Ta 

ATc  = Ts-Tc 

We  have  for  each  interval,  dt, 

P„..  = Pt  + Pt  + dt  (5) 


AT$3y  = ATS(  + 


ATcav  = ATct  + 


dTs-dTc 


Then  rewriting  (2)  in  this  interval  form 


^ ATcav 


Combining  (8)  and  (7)  we  have 


dTc  = 


Hcdt  dT  s 


Hcdt  dTc 
Cc  2 


dTc  = 


Hcdt  dTs 
+ -2Cc- 


dTc  ■ B ATc,  + 1/2  BdTs 


tf 


where 


Rewriting  (1)  in  interval  form  we  Have: 

P,.,  * Cc  — + Ha  ATs.„  + He  ATc, 


Combining  1 13)  with  (6)  and  (7)  we  have: 


Pav  - HaATst  - HcATct  = + Jl?)  dTs  - — die  (14) 


Then  putting  (11)  into  (14) 

Pav  - HaATst  - HcATct  - (2!  + ili  + S dTs  - ^llBATct  - il^LdTs 

dt  2 2 2 4 

(15) 

Rearranging 

Pav  - HaATst  + He  (B/2-1)  ATct 

dTs  = 1 (16) 

Cs/dt  + Ha/2  + Hc/2  - HcB/4 


In  using  this  expression,  at  the  start  of  an  interval  we  know  ATst  and  ATcf. 

For  the  interval  we  calculate  Pav  from  (5),  dTs  from  (16)  and  dTc  from  (11)  and  for 


the  end  of  the  interval  we  have: 

ATst+dt  ■ ^^*t 

(17) 

and  ATct+dt  = ATc^  + dTs  — oTc 

(18) 

These  then  serve  as  the  values  for  the  start  of  the  next  interval  and  so  on.  For  these 
calculations  we  must  also  calculate  the  heat  capacity  of  the  sample  and  its  immediate 
surroundings  as  follows: 

Sample:  24  g water 

Bottle  (20  g of  glass):  20  x 0.186  « 3.72  g water  equivalent 

Copprer  cup:  V='30  7tx  1 x49x  1/4ir  31^  x 1 
* 5,373  mm’ 

W = 5.37  X 8.92  = 47.9  g Cu 

47.9  X 0.092  * 4.4.1  g water  equivalent 
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Glass  in  contact  with  copper  cup: 

V = 32.5  X JT  X 1.5  X 50 
= 7658  mm^ 

W=  7.658  X 2.23  = 17.08  g glass 

17.08  X 0.186  3.18  g water  equivalent 

Sum:  35.3  g water  equivalent 

Therefore:  Cs  = 35.3  Cal/°C  = 147.7  J/°C 

Similarly  we  calculate  Cc  for  the  copper  heat  sink: 

V = 1/127T  303  + IMff  30^  X 60  = 49,480  mm^ 

W = 49.5  X 8.92  = 441.4  g Cu 
and  therefore 

Cc  = 441.4  X 0.092  = 40.61  Cal/°C  = 169  J/°C 

From  Appendix  C-4  we  know 

He  = 0.0725  W/”C  and  Hg  = 0.00376  W/°C 

Now  using  these  data  and  if  we  let  dt  = 900  sec  we  have  from  (16)  and  (11)  and 
repeating  (17)  and  (18)  and  with  Pg^  in  watts: 


dTs  = 5.08  Pgv  - 

0.0191ATst  - 0.309ATC, 

(19) 

dTc  = 0.322ATC, 

+ 0.161  dTs 

(20) 

^ -1+dt  “ ATsj  + 

dTs 

(17) 

^'*'ct+dt  = 

dTs  + dTc 

(18) 

Finally  for  the  250  copper  constantan  couples  we  have,  using  a thermoelectric  power 
of  40  /iVrC 

V = 250  X 40  ATc  = 10^  ATc  pV. 
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We  have  used  this  approach  to  calculate  the  response  on  the  design  calorimeter  (design 
as  presented  in  Figure  11  of  the  text)  for  comparison  with  the  observed  response  of  the 
Mound  Calorimeter  to  the  bacteria  Salmonella  typhlmurium  (4  cells/ml).  The  results  are 
shown  on  Figure  D-1.  We  have  also  calculated  the  response  for  a constant  power  input. 
This  is  also  shown  on  Figure  D-1.  When  compared  with  the  observed  responses  of  the 
Mound  Calorimeter,  we  see  that  with  the  design  calorimeter  the  response  to  a constant 
power  input  does  not  maintain  an  equilibrium  value  indefinitely  as  it  does  with  the  Mound, 
but  the  signal  decreases  very  slowly  from  the  peak  value  as  the  isolated  copper  heat  sink 
used  as  a temperature  reference  warms  up.  However  the  calculated  response  cunres,  when 
compared  with  the  observed  cun/es,  show  that  the  use  of  this  reference  temperature  block 
does  not  impair  the  usefulness  of  the  apparatus  in  detecting  bacterial  heat  outputs  in 
the  calorimeter  during  the  early  stages  of  the  runs.  Thus  this  design  element  which  has 
other  desirable  design  attributes  for  the  ^otal  system  can  be  used  for  our  application  without 
concern. 


TIME  (HOURS/ 

HG.D-1 : CALCULATED  OUTPUTS  FOR  THE  CALORIMETER  DESIGN 
OF  FIG.  1 1 COMPARED  WITH  OBSERVED  OUTPUTS  FOR 
THE  MOUND  CALORIMETER  (BASED  ON  HEAT  PRODUCTION 
OF  SALMONELLA  TYPH.) 
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